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ABSTRACT
Monitoring arterial blood pressure (ABP) with a sensor virtually imperceptible to the
wearer, for continuous periods of weeks, months, or years, could prove revolutionary in the
diagnosis and treatment of chronic hypertension and heart failure, as well as a monitoring tool
for convalescing individuals, and individuals in hazardous duty (such as firefighters or soldiers).
To this end, a miniaturizable, non-invasive blood pressure sensor is designed and validated. A
solid, coin-sized cuff-less photoplethysmography (PPG) sensor worn over a palpable artery is
utilized to measure arterial blood pressure. Measurements are obtained through a modified
oscillometric technique which eliminates the need for a high pressure cuff and instead, takes
advantage of natural hydrostatic pressure changes caused by raising and lowering the subject's
arm. In this work, the principle of hydrostatic oscillometry is first detailed. To better understand
the internal mechanisms of pressure propagation within the tissue, a comprehensive non-linear
finite element model of the finger base is constructed and validated using a combination of
magnetic resonance imaging and experimental tissue stiffness measurements. A prototype
finger blood pressure monitor is designed and constructed in combination with a novel
accelerometer-based height sensor. The 95% confidence interval for a Bland-Altman
comparison between the proposed sensor's mean arterial pressure (MAP) measurements and the
simultaneous Finapres MAP measurements is [+919, -283] Pa ([+6.91, -9.04] mmHg). The
percent difference between the two methods is shown to be 3.0%. A method for continuous
MAP measurements utilizing the sensor system is proposed and is shown to be capable of
providing reliable measurements for several minutes.
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Chapter 1 Introduction
1.1 Background and Objectives
A truly wearable, ambulatory non-invasive blood pressure (NIBP) sensor - a sensor which is
light-weight, compact, unobtrusive, and essentially unnoticeable to the patient -- could
revolutionize healthcare, moving it out from the traditional walls of medical facilities so that
patients would be cared for in their everyday surroundings. There is already substantial evidence
that intensive tracking of blood pressure for a 24-hour period, using an oscillometric cuff-based
device which makes measurements every 15 minutes or so, offers more meaningful data than
traditional blood pressure measurement routines [1]. A reasonable conjecture is that a novel
NIBP device which enabled long-term blood pressure measurements 24-hours per day could
further enhance the ability to detect hypertension and optimize therapy, and ameliorate the
massive health risks [2] associated with chronic hypertension. Wearable sensors, with wireless
communication capabilities, could also provide vigilant management of individuals at risk for
cardiovascular decompensation, such as chronic heart failure patients, patients convalescing at
home, and individuals engaged in hazardous duties e.g. firefighters, soldiers, etc. Yet it is
important that the long-term use of such a sensor be acceptable to patients, not interfering with
their daily activities.
As of today, there are no truly wearable blood pressure sensors appropriate for long-term
ambulatory use. Oscillometric cuffs, the most commonly used ambulatory devices, are bulky and
can be very uncomfortable when worn for 24 hours in a row [3]. The Portapres, worn on a
11
patient's finger, employs the volume clamp method of Penaz. This device is bulky and its
function causes total venous occlusion, so it cannot be used continuously for periods greater than
an hour. Methods based on pulse wave velocity (PWV) have not proven to be robust [4] partly
because it is non-trivial to measure accurate PWV and because PWV is a function of other
physiologic factors beyond arterial pressure [5], [6]. Features in the photoplethysmogram (PPG)
waveform, which can be measured by an ambulatory device [7], have been correlated with
arterial blood pressure [8], but it is not clear that these relationships will be robust, considering
the numerous factors which can affect the PPG signal, including non-linear optic phenomena and
non-arterial oscillations (e.g. venous pulsations and fluctuations in capillary density) [9].
The goal of this thesis is to develop a monitoring platform which is capable of providing
accurate, long-term non-invasive measurements of blood pressure. The technology is embodied
in the form of a finger ring and combines information from the PPG with a novel hydrostatic-
based implementation of cuffless oscillometry. The principle of hydrostatic oscillometry will be
described and tested. Finite element modeling of the finger base and ring will be used to
understand the influences of various structures on the accuracy of the device's measurements. A
complete working prototype with data calibration and acquisition software will be benchmarked
against a Finapres continuous blood pressure monitor.
1.2 Outline of Thesis
This thesis will discuss the principle and implementation of a hydrostatic approach to
oscillometry. Chapter 2 provides a detailed discussion on the utility of the PPG for blood
pressure measurements. An overview of the physiological connection between blood pressure
and the measured waveform will be provided and will be followed by specific examples of
12
previous implementations of PPG-based blood pressure monitors. In chapter 3, the principle of
hydrostatic oscillometry is detailed with a specific focus on a PPG-based implementation. A
tetherless, accelerometer-based height sensor is presented which eliminates the need for more
traditional fluid-filled tubing methods for height measurements. Chapter 4 next provides a
complete description of a non-linear finite element model of the finger base as it is deformed by
the ring. The model is separately validated by experimental stiffness measurements of the finger
base as well as with MRI data collected while wearing the ring. Using the model, the proposed
focally-applied pressure method for oscillometry is compared with more traditional
circumferential pressure implementations. A sensitivity analysis of the method to changes in a
variety of parameters are simulated and described. The focus of chapter 5 is on the physical
implementation of the PPG-based blood pressure monitoring method. The design of the sensor
unit is systematically broken down into each of the functional units and is accompanied by
information detailing the basis for the various design choices. An algorithm for sensor
registration is given for the purpose of reliably obtaining new sensor measurements. The
algorithm is followed by a description of the Windows@-based acquisition GUI. Chapter 6
focuses on calibration of the blood pressure monitor. Using lessons learned during the
development of the algorithm, a protocol is provided which has been shown to be effective for
making reliable blood pressure measurements. In chapter 7, data from human subjects is
presented which demonstrates the ability of the sensor to measure the blood pressure for a
variety of healthy adults. Each of the blood pressure measurements are benchmarked against a
simultaneous Finapres measurement with Bland-Altman statistics provided. Chapter 8 concludes
the thesis by presenting a potential method for continuous blood pressure monitoring using the
13
ring sensor. Promising extended monitoring results are provided which demonstrate reliable
tracking of the patient's mean blood pressure for nearly 10 minutes.
14
Chapter 2 Utility of the
Photoplethysmogram
2.1 Physical Basis of the PPG Signal
The relationships illustrated in Figure 2 offer a framework for understanding the PPG. The
PPG is a signal related to, but not equivalent to, simple plethysmography, the measure of tissue
blood volume. Classic plethysmography measures, made with a strain gauge or a displacement
tank [10], are democratic, with volume changes in various vessels of various tissues (e.g. skin,
muscle, etc.) combined in a strictly additive fashion. Blood volume pulsations caused by the
heart's beating occur in a number of vessel types, including large and small arteries, arterioles,
and to a significantly lesser extent, venules and veins [11]. Capillaries and terminal arterioles are
non-compliant [12,13] so these vessels do not contribute to the true plethysmograph.
2.1.1 Optics Considerations
Complicated optic phenomena distinguish the PPG from true plethysmography. In
transmission mode photoplethysmography, tissue is irradiated by light typically provided by a
light-emitting diode (LED), and the exiting light intensity is measured by a photodetector (PD)
placed on the other side of the tissue (e.g. across a fingertip or an earlobe). Each pulse of blood
entering the tissue increases the optical density (due to intravascular increases of erythrocytes
and the light-absorbing hemoglobin they carry) of the illuminated tissue and decreases the light
intensity at the PD. By convention, the PPG signal is inverted so that it positively correlates with
15
blood volume and inversely correlates with PD light intensity. Yet there is no simple
quantitative relationship between blood volume, which is distributed throughout an irregular
geometric network of vessels, and the fraction of emitted photons which successfully pass
through the tissue. The light intensity is attenuated by optically significant tissue constituents,
including oxygenated and de-oxygenated hemoglobin (in blood cells), myoglobin (in muscle),
and cytochromes, as well as melatonin (in skin) and other compounds in bone and connective
tissue [14] whose optic properties are wavelength dependent (Figure 1).
c AC pulsatile arterial blood
non-pulsatile arterial blood
venous blood
tissue, bone, etc...
Time
Figure 1: Illustrative representation of the relative photon absorbance for various sections of the finger.
Interestingly, the optical properties of whole blood are different from hemolysed blood, implying
that the cell structure (e.g. cell wall) has optical properties distinct from its constituents [15], and
even the walls of the blood vessels may be optically significant [16]. The Beer-Lambert law
offers some quantitative insight about how blood volume will attenuate the incident light: if the
blood were in a homogenous layer perpendicular to the light path, intensity would decay
exponentially as a function of the thickness of the blood layer. This may be a reasonable
approximation for a diffuse vascular bed, but perhaps less so when larger vessels contribute to
the PPG signal [16]. The transmission PPG obtained from a finger pad or ear lobe is primarily
16
cutaneous given the lack of other highly vascularized tissues there [17], however the digital
arteries contribute to a transmittance PPG from the finger base [18].
PPG Signal
(measured light intensity,
signal processing)
AmWWUM Senswr Size & LoanComplex Spatial Arrangement with ( L D )
Heterogeneous Optical Properties
En*Wd IqW (absorbance, back scatter) Surrounding Tissue
(bone, pigment, collagen)
Microcirculation Volume
Arterial Blood Volume (sympathetic tone, local Venous Volume
metabolism, temperature)
Transmural Pressure
Arterial Compliance CuffPresk" Central Venous Blood Pressure(non-linear elasticity, hysteresis, and Blood Flow
stress relaxation) (respiratory variation)
Local Arterial Blood Pressure Vascular Dynamics Central Arterial Blood Pressure
and Blood Flow (pressure wave propagation, peripheral and Blood Flowresistance, etc.)
Figure 2: Hierarchy of the factors leading to a PPG signal.
Light propagation through a heterogeneous medium such as biological tissue has been the
subject of extensive theoretical consideration [19,20]. In contrast to the simple exponential
assumptions underlying the Beer-Lambert law, the actual geometry of tissue constituents can be
very irregular, and the volume assayed by the PPG does not even have precise boundaries: tissue
components along the primary optical path from LED to PD contribute more to the PPG signal,
while those on the periphery are gradually less significant. Other light attenuating phenomena
not considered by the Beer-Lambert relationship include reflection and scatter. The properties of
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the LED (intensity, size, and location) and the PD (size, location, and photovoltaic properties)
further complicate the relationship between blood volume and signal intensity. Therefore, the
Beer-Lambert law does not accurately relate PPG and blood volume. However, it remains a
useful starting point for many monitoring analyses.
Alternatively to transmission mode PPG, a photodetector can be placed alongside the light
emitter and record the light which returns back from the tissue, known as a reflectance PPG.
There is a paucity of emitted light that penetrates deeper than the skin and that returns to the PD.
Analyses have suggested that the emitted photons that arrive at the PD follow a banana-shaped
primary light path through the tissue, barely penetrating deeper than the skin. Under uncommon
circumstances, reflectance PPG will demonstrate an inverse relationship with blood volume.
This is because red cells are reflective, and can act as little mirrors. In vivo, this esoteric effect
has been observed with reflectance PPG over a large artery [16], but in other studies, the
standard PPG waveform demonstrated a positive correspondence with ultrasonic diameter
measurements when placed over large superficial arteries [18]. In general, this effect is not
perceptible in vivo: light reflection from deeper tissues serves to back-light blood vessels, and
the more blood, the more light is attenuated by absorption, scatter, and refraction. Reflectance
PPG is therefore quite similar to transmission PPG [9]. Because reflectance mode probes may
not apply enough pressure to collapse the low-pressure venous system, venous volume
oscillations (e.g. due to respiration) are typically more significant in reflectance mode PPG [21].
2.1.2 Physiological Considerations
Interestingly, the PPG is also a function of blood velocity, not just volume, probably because
of re-orientation and/or packing of red cells [22,23]. In a rigid (e.g. constant volume) glass tube,
pulsatile blood flow gives rise to a pulsatile PPG signal. Indeed, there are many classical
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references to the PPG as a flow (rather than volume) measurement [14,18]. However, because
pulsatile blood flow and pulse volume are highly coupled, it has been difficult to sort out the
phenomena which result in the pulsatile PPG signal (e.g. AC component).
The notion that the PPG represents volumetric pulsations superimposed on a steady
"baseline" signal (or "DC" component) may be misleading. In fact, the baseline PPG signal is
time varying, displaying low frequency oscillations due to changes in capillary density (e.g. due
to episodic sympathetic outflow [24,25] and local auto-regulation), and venous volume
fluctuations (e.g. due to respiration-induced fluctuations in central venous pressure). Physiologic
perturbations, such as temperature, metabolic state changes, or drug effects, cause local
hyperemia or hypoemia, which can be tracked using PPG. Changes in ambient light can be a
source of error in such applications if not properly accounted for by the device (e.g. if an
instrumented hand moves away from an overhead light, less light reaches the PD so it may
appear the digit is hyperemic). It should be noted that the PPG baseline level is not displayed by
most commercial pulse-oximeters. In fact, the PPG signal is electronically processed to remove
these baseline vacillations, which can also fundamentally alter the shape of each pulse [26].
2.2 Relating Plethysmography/PPG to ABP
It is natural to seek information about the ABP from a readily available PPG sensor. The
arterial blood pressure and pulsatile changes in blood volume are highly coupled in the
cardiovascular system, and based on observations that the morphology of the PPG is so similar to
an arterial blood pressure (ABP) waveform, it is intuitive that they are related. This first requires
consideration of the relationship between the ABP and classic plethysmography (see Figure 2).
Overall, the pulsatile change of an arteries' diameter waveform is quite similar to the ABP
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waveform, though the amplitude of diameter change, typically 1-5% of the baseline in adults, is
much smaller than the respective pressure change, which is on the order of 50% [27]. Note that
volume will be proportional to the square of a vessel's radius. There are two key phenomena
which complicate the arterial pressure-volume relationship. First, as shown in Figure 3, on a
beat-to-beat basis, it is more accurate to think of pressure-volume loops rather than static curves,
because of hysteresis [28]. A step increase in arterial pressure leads to a secondary slower
increase in blood volume over time, through vascular stress relaxation (at the same time, local
microcirculatory feedback controls may attenuate the overall accumulation of blood in the tissue
after the step increase); see Figure 3. The reverse occurs given a step decrease in arterial
pressure. Second, arteries large [29] and small [30] are analogous to a stiff rubber hose, in that it
requires pressure to either inflate or collapse the vessel from its unloaded set-point. Moreover,
these vessels grow increasingly less compliant at extremes of pressure (e.g. non-linear
compliance). Plotting arterial transmural pressure versus arterial volume yields a sigmoid-
shaped curve.
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Figure 3: Plot of the pressure-volume (PPG-based) loops occurring over a
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In theory, high frequency components of the upstream pressure waveform will not propagate
distally into the smaller branches of a vascular bed [31], and indeed, the PPG lacks some of the
ABP's higher frequency components [32]. In addition, as previously noted, the PPG signal
oscillates because of biologic variations in local capillary density and other non-arterial blood
vessels. Still, though the PPG is not a true plethysmograph signal, it is similar enough that it
possesses a similar relationship with transmural pressure: if the slower PPG baseline oscillations
are mathematically removed, it has been shown that the PPG versus arterial pressure relationship
is another sigmoid curve [33]. The specific shape of this PPG versus transmural pressure curve
is sensitive to the subject's physiologic state. Also, it has been noted that the PPG waveform
will change (both in amplitude and shape) as a function of externally applied pressure. This is
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intuitive when you consider the sigmoid curve, and appreciate that it is the transmural pressure
(internal pressure minus external pressure) which dictates vessels' volumes (see Figure 4 for
explanation). Lastly, note that the slopes of the sigmoid pressure/volume curves are maximal at
zero transmural pressure (e.g. maximal compliance), which is the basis for conventional
oscillometric blood pressure measurement with a brachial cuff (when the external cuff pressure
equals the mean arterial pressure.
2.3 Monitoring Applications
2.3.1 Arterial Blood Pressure from PPG
A variation, in which the PPG signal is used to determine when the volume pulsations are
maximal, has been described [34]. Other computational devices to estimate ABP from PPG have
included linear transfer functions and neural networks. Transfer functions are limited by their
assumption that the relationship is linear and time-invariant. Neither method has been shown to
be useful over a wide-range of physiologic states and subjects.
There have been a number of PPG waveform features which, in various investigations,
correlated with central hemodyamic parameters. Features from the second derivative of the PPG
have been correlated with vascular compliance. A measure of the PPG's systolic width
correlated with mean arterial pressure. Another width feature correlated with left ventricular
ejection time [35]. The "maximum decreasing systolic slope" correlated with peripheral vascular
resistance [36]. Beat-to-beat variation in the level of the PPG has been shown to correlate with
hypotension, hypovolemia, and wedge-pressure [37, 38, 39, 40]. When the PPG sensor
apparatus does not collapse the veins, this effect may be enhanced by local venous volume
oscillations caused by large, respiration-synchronous variations in central venous pressures [41]).
22
Pcuff
pMAP
Pa = P -A Pcse
91
10001
Al
i'1
j
Radial ABP
Waveform
(kPaf
0 0.0 0. 0'3 0 0 O 0.7 0.0
r.4.
10.0
14.0
13.3
PPG Amplitude
C
LOW
Cuff Pressure
Mediumn
f Pressure
High
Cuff Pressure~,
-8.0 -5.3 -2.7
High
pow: 120180 mmHg
(16.0110.6 kPa)
P,.gj 145 mmHg
(19.3 kPa)
P,. P -251-65 mH(-3.31-4.6 k ')
0 2.7 5.3 8.0 P, (kPa)
Medium
Pm: 120180 mmHg
(16.0110.6 kPa)
P0,f 75 mmHg(10.0 kPa)
Pt 45/6 mmHg
(L.j!O.7 kPO)
Pa: 120180 mmHg
(16.0110.6 kPa)
Low
Cuff Pressure
Medium
Cuff Pressure
High
-. Cuff Pressure
Pi 35 mmHg
(4.7 kPa)
Pt0 85/45 mmHg(11.3t6.0 kPa)
Figure 4: Illustration of the sigmoidal volume-transmural pressure relationship which governs the
appearance of a PPG signal. When low external pressures are applied (large positive transmural pressure)
the peaks of the waveform are distorted or saturated in appearance. As the cuff pressure is increased
(transmural pressure approaches zero), the PPG waveform more closely approximates the underlying blood
pressure waveform. For cuff pressures significantly larger than the internal blood pressure (large negative
transmural pressure) there is almost no visible waveform as the vascular wall has been collapsed.
Such correlations should not be surprising given the paradigm that the transmission PPG is
the ABP transformed by optical and vascular phenomena, all recapitulated in a sigmoid PPG /
transmural pressure curve. What is important is to appreciate how a multitude of effects can
confound any of the preceding PPG correlations, if not carefully controlled. For instance, it has
been observed that the PPG amplitude may serve as a measure of depth of anesthesia, with
higher amplitude indicating deeper anesthesia [42]. In practice, an increase in PPG amplitude
could be caused by any one or more of the following, and the failure to expressly consider all of
these confounding effects will lead to dangerous false positives and false negatives:
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TABLE 1: FACTORS WHICH POTENTIALLY LEAD TO INCREASES IN THE AMPLITUDE OF A PPG WAVEFORM.
Increase
Increase
Increase/Decrease
Decrease
Increase
Increase
Arterial pulse pressure (common in the setting of bradycardia)
Arterial/arteriolar compliance due to drug effects or localized warming
Height of the hand relative to the heart (changes arterial wall compliance)
Mean arterial pressure (arterial compliance increases due to hypotension)
Ambient light
Optic density in the tissue due to oxygenation of chromophores
It is worth emphasizing that the correlation between a PPG waveform feature and any
physiologic parameter will vary with different devices, because the PPG waveform displayed is a
function of the manufacturer's post-processing algorithms, which can vary and are often
proprietary.
2.3.2 PPG as a Binary Indicator of Pulsatile Perfusion
As a binary indicator of pulsatile flow, the PPG can also be used to measure the pulse travel
time (PTT) between an upstream arterial pressure pulse and a more distal peripheral pulse. PTT
is a function of pulse wave velocity (PWV), which is a function of blood pressure. There are
three caveats which must be considered when utilizing PTT. First, to compute PTT, both a
proximal and a distal measurement are necessary. Options for the proximal signal include an
ECG, the sound of the mitral valve, or a proximal PPG or ABP signal. A true proximal coaxial
signal is rarely available for the rigorous measurement of PTT along a length of artery, and the
alternatives can introduce errors into the measurement. Second, the effective travel distance is
also difficult to measure, so the PWV (distance divided by PTT) cannot be accurately computed.
Third, the PWV is more accurately a function of arterial compliance, which is certainly a
24
'
function of blood pressure but also of the subject's arterial properties and physiologic state.
These issues have been reviewed in detail [43, 44]. In summary, PTT correlates with blood
pressure, but the relationship is complicated.
2.3.3 The Volume Clamp
The Finapres / Portapres uses the PPG to estimate ABP by applying the volume clamp
method of Penaz, which exploits the following insight: if the PPG signal is not changing, neither
is the arterial transmural pressure, and visa-versa. Using a rapid servo system with an inflatable
finger cuff, the Finapres adjusts the pressure in the cuff to keep the reference PPG signal flat
throughout systole and diastole; the method is thus known as the "volume-clamp". The servoed
waveform of the cuff pressure which kept the PPG signal flat must be equal and opposite to the
digital arterial ABP. The method is attractive in that it offers a truly non-invasive ABP
measurement, though it requires somewhat bulky (and comparably expensive) instrumentation, it
cannot be worn comfortably for long periods of time (the Portapres addresses this problem
alternating measurements between neighboring fingers).
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Chapter 3 Oscillometric ABP
Measurement with PPG
3.1 Oscillometric ABP Measurement with PPG
The basis of the oscillometric measurement method of mean arterial pressure is the
following: when the external pressure, Pour, applied to an artery, is equal and opposite to the
mean internal pressure, PN, then its volumetric pulsations are maximal in amplitude. This
property stems from the typical arterial pressure-volume relationship, shown in Figure 5. Note
that volume turns out to be a function of Ptm, the transmural pressure, where:
P,, = PN -U (1)
It is neither the internal nor the external pressure, but the balance between the two, which
determines arterial volume. When internal and external pressures are in balance, the artery is
most compliant: for a given pulsatile AP, there will be a corresponding maximal pulsatile AV.
In conventional oscillometry, external pressure is systematically altered, typically by an
inflatable cuff, until the maximal pulsatile AV is identified, and at that point, the mean internal
arterial pressure can be assumed to equal the known external applied pressure.
The arterial volumetric change can be detected by noninvasive sensors, such as a PPG
sensor placed near a palpable artery. Figure 6a illustrates a PPG sensor placed at the finger base,
where a digital artery runs near the skin.
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Figure 5: Sigmoidal compliance curve relating blood vessel volume
change to transmural pressure [101.
The photons emitted by a light emitting diode (LED) are absorbed in part by the blood in the
artery before reaching the photo detector (PD).
Photo
Detector Digital
LED ~Artery0#
LED
(a.) (b.) Peuff ~POUT
Figure 6: Finger cross-section with a PPG sensor. (a.) Illustration of basic PPG sensor principle;
(b.) Illustration of how an increase in cuff pressure can affect the light paths of a PPG sensor.
Changing the cuff pressure can change both the path length and the tissue sections illuminated by the
sensor.
The output from the photo detector varies in response to the volumetric change of the palpable
artery. It has been demonstrated that the amplitude of the PPG signal varies in relation to the
transmural pressure Ptm, as shown in Figure 7 [45], [33]. Note that this curve is very similar in
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shape to the gradient of the curve in Figure 5. The highest point of the PPG amplitude
corresponds closely to the zero transmural pressure point. Therefore, an oscillometric device may
alternatively employ the PPG as an indicator when pulsatile AV is maximum and Ptm= 0.
PPG
Amplitude
L
0
Transmural Pressure P,, = PABP -p-g-h-Pff
Figure 7: PPG amplitude against transmural pressure.
3.2 Hydrostatic Pressure Challenge
Blood pressure is normally measured at the proximal aorta, so if a blood pressure
measurement is made at a location that is higher or lower than the heart, it is necessary to correct
for hydrostatic pressure effects. The pressure inside the artery is then given by
PIN ABp -p-g-h (2)
where PABP is the proximal aortic pressure, p is the density of the blood, g is the acceleration of
gravity, and h is the height offset of the measurement site relative to the proximal aorta. See
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Figure 8. Including this hydrostatic pressure Pyd =~Pg h acting inside the blood vessel, the
transmural pressure is given by
Pm = PABP - p-g-h-Pcff (3)
where Pcuff is the pressure created by a cuff which is transmitted to the outer surface of the blood
vessel, POUT. Typically any height offset between the measurement site and the heart is a
potential source of error, when not properly accounted for. However, note that the external
pressure, Pcuff, and the hydrostatic pressure, Phyd, play the same role; the former pressurizes the
blood vessel from outside, while the latter does so from inside. Provided one is carefully
measuring the height of the sensor, it is possible to alter Pim by controlled alterations in Phyd,
without any alterations in Pcuff.
+h 
-. +.
PPG-ABP . ..
Sensor '
Hydrostatic
Pressure
-p-g -h
Figure 8: Hydrostatic pressure due to the arm height. Positive h points upwards. When lowered below
the heart, h <0 and the bottom hydrostatic pressure is -pgh > 0.
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Based on this equivalence between the external pressure altering Ptm using an inflatable cuff
and the internal pressure altering Ptm via hydrostatic pressure challenge, the following MAP
measurement method, named the hydrostatic challenge protocol, is devised:
1. The instrumented arm is raised so that the transmural pressure Ptm is varied near its zero
value (MAP).
2. A relatively low pressure is applied locally to a palpable artery and is measured by a
pressure sensor;
3. The amplitude of the PPG signal is examined to find the zero Ptm point.
Let YACPPG be the amplitude of a PPG signal, which varies as the arm is raised, that is, as
the height h varies. Assuming that the PPG amplitude takes a maximum within the reach of the
arm, the sensor height associated with the maximum PPG amplitude is determined as
hzeroPtm = arg Max [YACPPG] (4)h
Using this height of zero transmural pressure, the mean arterial pressure Pmp is given by
PP m p -g -h,,,oPt + Puff (5)
where Pcuff is the relatively low pressure applied to the palpable artery.
This MAP measurement based on the hydrostatic challenge protocol has a few salient
features:
- Since the transmural pressure is altered by the hydrostatic pressure, the cuff pressure does
not have to be raised too much; it can be as low as 50 ~ 70 mmHg to achieve the zero transmural
pressure condition, as shown later in the experiment section.
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* Unlike traditional oscillometric ABP measurements, the cuff pressure can be kept
constant and, thereby, no actuator is needed for inflating the cuff. Eliminating the inflation of the
cuff reduces interference with daily activities, making the sensor wearable for a long period of
time. Furthermore, eliminating an actuator reduces the consumption of battery power, an
important requirement for wearable sensor design.
- Keeping the cuff pressure constant reduces the artifact of PPG due to mechanical
interferences caused by the cuff. As illustrated in Figure 6b, the traditional method varies the
cuff pressure surrounding the entire finger cross section. It can be seen that, as the cuff pressure
varies, the optical path between the LED and the photo detector is altered; as the cuff pressure
increases, the light path gets shorter and, thereby, the PPG output is affected. On the other hand,
if the cuff pressure is kept constant, it does not alter the optical path; hence the PPG amplitude
reflects the net volumetric change due to hydrostatic pressure challenges. This makes the PPG
signal stable and usable for oscillometric ABP measurements.
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Chapter 4 Theoretical Analysis of Sensor-
Artery Interaction
Because we are now applying a localized pressure to the surface of the finger several key
questions must be answered to verify both the long-term wearability of the sensor and the
accuracy of the blood pressure measurements which it provides. The goal of our modeling is to
better understand the following questions: (1) should the local pressure interfere with blood flow
away from the ring; (2) is the design robust to ring misalignments; (3) is the surface pressure the
same as the external pressure at the artery; (4) is the design insensitive to changes in tissue
compliance? To this end, finite element (FE) modeling techniques were utilized to investigate an
anatomically realistic model of a finger base consisting of a rigid bone, malleable tissue, and a
pressurized artery. First, the procedure utilized to develop the model is described. This
procedure includes the selection of the model components and geometries, the material
properties, and the boundary and loading conditions of the model. Next, the simulation results
are compared to a magnetic resonance (MR) image of a normal and deformed finger base. The
MR images will be accompanied by experimentally measured tissue stiffness data for model
validation. Finally, the questions above related to the ring sensor design are explored and the
section is concluded with a discussion on the findings and limitations of the implemented FE
model.
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4.1 Formulating the Finite Element Model
For reference, an axial view of the current blood pressure sensor prototype being worn by a
subject is provided in Figure 9.
Figure 9: Photograph of the sensor unit worn at the finger base by a research subject.
Finite element packages are useful tools capable of transferring complex physical problems
into tractable mathematical models. By assigning assumed model geometries, material
properties, and boundary and loading conditions, it is possible to obtain a set of solutions which
can be used to analyze and refine complex engineering design problems. For our analysis, a
continuum model of the finger base and ring sensor is divided into a large number of discrete
elements and nodes. The prescribed external loading conditions are applied to the surface
element nodes. The results of this loading, in combination with the model's boundary
conditions, are transmitted through the model via the governing equilibrium equations.
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The stresses and strains which result for each of the nodes and elements satisfy the
existing compatibility requirements and represent the solutions to a set of simultaneously solved
algebraic equations. It should be noted that the resulting solutions only satisfy the equilibrium
equations at the nodal points and across each element. Consequently, the stresses between
elements within a coarse element mesh must be evaluated to ensure sufficient accuracy of the
results. As the model's mesh is refined the solution will approach the continuum solution,
provided the initial model assumptions accurately capture the true physical system. However, a
finer mesh requires significantly more computing time for analysis. To this end, it is essential to
refine the model to the minimum point where confidence is attained yet computation time is also
minimized. Once this level of model refinement has been achieved, it is possible to perform
simulations on a variety of input loading conditions.
For our analysis, we will focus on a 2-D cross section of an average human finger base as
shown by the cut plane in Figure 10. The loading conditions created by contacting surfaces will
be prescribed by a simplified geometry illustrated in Figure 11.
D-. Contacting
N, VieAwng diection urfaces
A
Figure 10: Finger cross-section imported into ADINA. Figure 11: Illustration of the contacting surface
utilized in our finite element model.
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4.1.1 Model Formulation: Anatomical Component Selection
The actual geometry of the finger is quite complex and varies from human subject to
human subject. However, generalized models of the fingertip and finger base have been
successfully employed by various researchers [46], [47]. A typical finger is composed of three
main types of soft tissue: the epidermis, dermis, and cutaneous fat (Figure 12).
Dermis
Fat
Figure 12: Illustration of a cross section of human skin [481.
The epidermis consists of four main layers: the stratum corneum, the basal layer, the
malpighian layer, and the granular layer. The function of this component of the skin is to
prevent water losses as well as to regulate the body temperature. The flexible dermis is located
below the epidermis and consists of mainly water and elastic materials (elastin, collagen, and
ground substance). The dermal layer provides support and elasticity to skin [49]. The layer of
cutaneous fat consists of adipose tissue which is utilized for both energy storage as well as
protective cushioning.
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In addition to the soft tissue, the finger contains more rigid elements which provide
support (bone) and enable function (tendons, blood vessels). A sagittal cross section of the
finger illustrates several of the relevant anatomical features of the finger (Figure 13).
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Figure 13: Sagittal cross section of a human finger [501.
We contend that the relevant components for generating the complex arterial wall loading
conditions consist of the soft tissue elements, the digital artery, and the more rigid tendon and
bone. Specifically, we theorize that an applied surface load is transmitted through the soft
tissues to the arterial wall and ultimately to the rigid support structures. It is this complex
interplay which ultimately defines the deformation mechanisms of the arterial wall for focally
applied external loadings.
4.1.2 Model Formulation: Geometry Selection
A typical finger base cross-section, when viewed staring down the length of the finger is
approximately oval shaped and is roughly symmetric about the local midsagittal plane (Figure
14, Figure 15).
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Figure 14: Sketch illustrating the location of the Figure 15: Cross-sectional slice of the right hand at
cutting plane used to create the finger slice to the the finger base of a cadaver [511.
right.
In modeling the finger base, we have attempted to capture the relevant structural information
wherever possible. We have assumed that the bone is symmetric about both the midsagittal
plane and the transverse plane. We have further assumed that the location of the bone is laterally
symmetric within the finger base, but is centered vertically, slightly above the finger base's
center of mass. The tendon is symmetric about the midsagittal plane and is located near the
bone. As will be detailed more specifically, two models were created for the tendon (Figure 16).
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Figure 16: Complete finite element models of the finger base. a.) The tendon is modeled as a nearly rigid
material surrounding the bone; b.) The tendon extends far below the bone and is rigid in structure.
The dimensions of the relevant model components are as follows: the finger base is
taken to be 1.8 cm in diameter; the bone is taken to be 8 mm across and centered 2 mm above the
center of the finger base; a single artery is located 1.5 mm below and 6 mm to the right of the
center of the bone and is assumed to have a diameter of 0.5 mm and a wall thickness of 0.1 mm.
The ratio of the arterial diameter to wall thickness was chosen based on measured values for
radial arteries and arterioles [52]. It has been tacitly assumed that a digital artery will have
properties between these two vessel types. The first model consists of the tendon wrapped
tightly around the bone and appears to be somewhat contrary to the cross section shown in
Figure 15. However, a closer examination of the anatomy demonstrates that the tendon is tightly
coupled to the bone (Figure 17). For this reason, a model was proposed which did include the
tight anatomical coupling.
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Figure 17: Illustration of how the tendon is tightly coupled to the bone through wrapping [531.
For the second implementation of the model, the tendon was positioned approximately 2 mm
below the bone and has a diameter of 7 mm. This second implementation treats the tendon and
bone as separate rigid structures within the finger which are capable of independently supporting
loads.
The skin, although clearly made of layers which are inhomogeneous, anisotropic, and non-
linear, has previously been modeled as a succession of homogenous, linear, isotropic layers
under carefully controlled loading conditions [54]. The epidermal layer is roughly 800 ptm thick
and completely surrounds the underlying dermis and cutaneous fat layer [55], [56]. For this
work, we have lumped the dermis and cutaneous fat together into a single "subcutaneous" layer.
Although these layers provide unique functionality within the finger, their mechanical properties
under specific loading conditions are similar enough that the lumping of these layers is
reasonable and has been previously suggested by other authors [57].
39
4.1.3 Model Formulation: Material Selection
Since the deformation of the arterial wall is essential to our analysis, care has been taken
in the selection of the appropriate non-linear compliance model. The selected arterial model is
based on an Ogden rubber/foam material and encapsulates the gross combined behavior of the
various constituents of the arterial wall (Figure 18). An Ogden material is typically selected to
characterize an incompressible, isotropic, nonlinear material, such as rubber.
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Figure 18: Illustration of the various components comprising a typical arterial wall.
The actual properties of the material are based on experimental data acquired by Sato, et al
[58]. Stress and stretch data points were taken from the experimental results and a least squares
algorithm in ADINA was then utilized to estimate the appropriate model coefficients for the
material (Figure 19). The choice of this particular model type has been proposed by several
other authors, including Bathe [59] and Tang [60]. The Ogden model is based on the assumption
that the strain energy density function assumes the form:
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9W =1 --~2n + 4n + -~_3] (6)
n=1 an
where pt. and a, are the Ogden material constants, and ki's are the principal values of the stretch
tensor. A plot of the resulting non-linear model is provided in Figure 19.
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Figure 19: Plot of an Ogden model fit to arterial wall stress-strain data provided by Sato, et. al. The above
compliance curve defines the non-linear compliance characteristics of the modeled arterial wall.
Although, as we mentioned previously, most biological tissue is non-linear in nature, we
will make certain assumptions about the various components of the model to facilitate our
analysis. For this model we will use a plane strain approximation and assume that the skin and
fascia surrounding the bone can be represented as homogeneous, linear elastic, isotropic
materials. Our linear elastic assumption is reasonable for relatively small strains but must be
modified if large displacements are applied. Since we are representing the soft tissue with linear
elements, the mechanical properties of each soft tissue layer are completely defined for static
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analyses such as this when the Young's modulus and Poisson's ratio are provided. To our
knowledge, no experimental data exists on the Poisson's ratio of in vivo skin, however all
materials are assumed to have a Poisson's ratio of approximately 0.5 (implemented v = 0.49) on
the assumption that the compression takes place in a relatively short period of time; a time scale
which is too short to allow the interstitial fluid to be redistributed. This modeling assumption is
consistent with previous publications [57], [61]. It must be noted at this point that the reason for
using a Poisson value slightly less than 0.5 is necessary to minimize the likelihood of numerical
instabilities resulting from the compliance matrix for plane strain systems, specifically the (1-2v)
factor which is found in the denominator of all elements of the matrix. Clearly as a Poisson ratio
value approaches 0.5 numerical solvers will have difficulty working with a denominator value
approaching 0.
Based on previous experimentally driven numerical analyses, the epidermis is estimated
to have an elastic modulus between 0.12-0.24 MPa [62]. For this work a Young's modulus of
0.15 MPa was selected. As was previously stated, the dermis and cutaneous fat layers have been
combined into a single layer of soft tissue because of their overall similar static responses to
mechanical stimuli. This method of combining the layers has been suggested by several authors
resulting in typical modulus of elasticity values between 0.00 1 MPa - 0.1 MPa [46], [57], [63].
Rhee attempted to estimate the elastic modulus by comparing published experimental data of
finger volume changes under known loading conditions, from Yamakoshi, et al [64], with finite
element simulations of a simplified cylindrical finger model. For this work, a mean value of
0.055 MPa was implemented for the subcutaneous layer. This value was near the middle of the
reported elastic modulus values and roughly followed Dandekar and Srinivasan's
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recommendation of the use of a 10:1 modulus ratio between the epidermis and subcutaneous
layers.
The bone is assumed to be a completely rigid and incompressible member of the finger
and consequently is not meshed, but instead serves as a boundary within the tissue. This
assumption is reasonable as the elastic modulus for typical skeletal bone is on the order of over
10 GPa, or 104 times more stiff than the soft tissue of the finger [65]. The tendon may also be
treated as essentially a rigid body within the finger as the published elastic modulus is on the
order of 1 GPa [66]. A complete summary of the parameters utilized in the model can be found
in Table 2.
TABLE 2: SUMMARY OF SMALL DEFORMATION FEM PARAMETERS
Element Parameter Values
Dimensions [mm] Material E [MPa] v
Subcutaneous Tissue = 18 Linear, elastic 0.055 0.49
Epidermis = 19.6 Linear, elastic 0.010 0.49
Artery = 0.5, h = 0.1 Ogden Rubber - 0.49
Tendon = 9 Linear, elastic 1.000 0.49
Bone *=8 Rigid - -
4.1.4 Model Formulation: Boundary Selection and Loading
As was stated previously, the bone will be considered to be a rigid boundary within the
tissue; the tissue elements surrounding the bone, therefore, will be fixed in space. A rigid
contact boundary is applied to the upper left side of the finger which represents the circuit board
holder. A second contact boundary, representing the ring sensor, is applied to the finger directly
opposite to the circuit board holder (Figure 16). For our model, only y-translations and z-
translations are allowed, i.e. only in-plane displacements occur. The disturbance applied to the
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tissue is initially modeled as a 2.5 mm displacement occurring at the edge of the finger base and
focused in towards the artery and bone. Specifically, the two analytically rigid contact surfaces
are simultaneously displaced inward towards the center of the finger with a total displacement of
2.5 mm. The model is oriented such that the applied displacement occurs along only the z-axis.
Additionally, a pulsatile pressure is prescribed about the internal wall of the artery to simulate
the pulsatile conditions. The prescribed pressure consists of a physiologically realistic mean
pressure of 11,970 Pa (90 mmHg) with a superimposed single frequency sinusoidal pressure of
±2,660 Pa (±20 mmHg). The main limitation of prescribing a pressure load will be an inability
to capture arterial blood flow changes or dynamic fluid stresses. Additionally, we will neglect
wall collapse mechanics. Since our interest is focused towards capturing static pressure
propagations prior to arterial wall collapse these limitations are acceptable.
4.1.5 Model Formulation: Meshing Method
The non-linear nature of the arterial wall necessitates a careful mesh implementation. For
this study the following meshing scheme was utilized:
" The artery was meshed with 600 low aspect ratio 9-node elements. The nearly square
nature of the elements is optimal for large deformations and minimizes errors associated
with grossly distorted element geometries.
* The tissue immediately surrounding the artery consisted of 600 9-node linear elastic
elements with the same low aspect ratio as was used for the artery. In order to minimize
numerical errors or stress jumps developed at the material change interface it is essential
to both develop a fine mesh and to match the aspect ratio of the mesh as closely as
possible.
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* The remaining subcutaneous tissue within the finger was meshed with a free-form
Delaunay algorithm with each element containing 8 nodes.
* The epidermis and tendon were both meshed with 9-node quadrilateral elements with a
higher element density preferentially located near the ring sensor contact location.
* Finally, it should be noted that the rigid contact surfaces were defined to be 2-D planar
types with a mesh density of 200 segments and the default ADINA contact rules.
The solution process implemented for the model consisted of step sizes of 0.001 with
automatic alteration of step size allowed for non-convergent solutions. Additionally, to
improve the convergence of the model, matrix stabilization was utilized with a solution
process consisting of optimizing energy and force results.
4.2 Validating the Finite Element Model
4.2.1 MRI Studies
Finite element model validation with experimentally obtained data is important for any
detailed simulation. Since it is extraordinarily difficult to obtain in vivo finger base stress and
strain data directly alternative visualization methods must be pursued. To this end, specially
acquired Magnetic Resonance Images (MRI) of a finger base deformed locally by the ring will
be utilized to guide our model development. The main advantage of the MRI modality is the
ability to resolve and differentiate the soft tissues of the finger while under static external loading
conditions. Voss and Srinivasan [67] published several MRI images of afingertip under various
loading conditions. These images are useful in visualizing both the internal anatomy at the
periphery as well as for predicting the effects of applied deformations (Figure 20).
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Figure 20: MRI image of a deformed fingerpad while loaded with a 1mm prescribed surface displacement 1671.
We additionally pursued our own MRI studies, specifically targeting the general deformation of
both the finger base and the digital artery when the proposed ring sensor design was attached.
Figure 21 provides a TI-weighted image of a normal, undeformed finger base while Figure 22
shows a finger base significantly deformed by the ring sensor.
Figure 21: TI-weighted MRI of normal finger base
[681.
Figure 22: Ti-weighted MRI of finger base
deformed by passively loaded ring sensor.
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Note the significant redistribution of the subcutaneous tissue in the deformed finger base image.
The MRI indicates that although the tissue of the finger distorts significantly, the location of the
tendon relative to the bone does not appear to change significantly. Figure 23 contains a clearer
view of the ring sensor relative to the finger for a large deformation. From these figures, we
anticipate that the FE models will demonstrate an increase in the amount of tissue away from the
focally applied pressure. We also note that the location of the tendon relative to the bone appears
to remain relatively unchanged by the large deformation. This finding gives us confidence that
our assumption of treating the bone and tendon as approximately a single unit is valid for this
analysis. However, we also note that the model will likely not capture the fluidic behavior of the
subcutaneous tissue. The results of this limitation will likely be manifested as smaller tissue
deformations and perhaps slight overestimations in internal pressures.
tendon
epidermis
artery
Figure 23: Labeled MRI of a deformed finger base with the ring sensor for reference.
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4.2.2 Experimental Tissue Stiffness Measurements
Measurements of the global stiffness of the finger base were recorded by simultaneously
measuring a prescribed displacement and the resulting pressure at the surface of the finger.
Specifically, volunteers placed their fingers between the ring sensor, attached to a movable stage,
and a rigid contact surface (Figure 24).
Figure 24: Picture of the finger base stiffness measurement system.
A pressure sensor (Entran EPL-D02-1OP/Z1) in the ring sensor measured the resulting pressure
while a standard linear potentiometer, calibrated by a simultaneously recorded micrometer
(resolution = 0.025 mm) measured the applied displacement. A plot of the measured surface
pressure versus the applied displacement is provided in Figure 25.
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Figure 25: Human finger base compliance testing results compared to FE simulations.
The non-linear nature of the tissue within the fingerbase is clearly illustrated by the experimental
results. However, it is interesting to note that there are essentially two stiffhess modes exhibited
by the fingerbase, a low stiffness region for surface pressures below about 12 kPa (90 mmHg)
and a high stiffness region for pressures above the 12 kPa value. Since we generally plan to
utilize the ring sensor at pressure below the mean arterial pressure (12 kPa) several of the
questions described above can be answered with the previously described model. However, for
large deformations, particularly those associated with directly simulating oscillometry, it will be
necessary to augment the existing model using a piece-wise linear approach. The
implementation of this technique will be described in more detail in section 4.3.5.
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Initial focus was placed on the low stiffness model. The experimentally measured finger
tissue stiffness for the low stiffness region was comparable to the surface pressures and
corresponding applied displacements predicted by the finite element model (Figure 26). It
appears that for relatively small displacements, displacements less than 3 mm, the assumption of
a linear model with non-linear geometries is reasonable and capable of reliably estimating the
pressures at the surface of the fingerbase. Since we typically expect the local surface pressure
applied by the sensor to be less than the mean arterial pressure, these results indicate that the
proposed model reliably captures pressures within the projected operating range of the sensor.
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Figure 26: Comparison of the experimentally measured and FEA results for surface pressures resulting from
a prescribed local displacement.
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4.3 Finite Element Driven Ring Sensor Design Analysis
As stated previously, there are several objectives for our FE analysis towards verifying the
sensor for long-term monitoring and gaining insight into the mechanisms controlling arterial wall
deformations for focally applied pressures. In particular, we would like to verify that there is no
significant interference with blood flow away from our sensor; ensure that the sensor is
insensitive to device misalignments; evaluate alternative sensor designs towards a more accurate
blood pressure measurement. Additionally, we would like to understand how surface pressures
are propagated to the arterial wall.
4.3.1 Blood Flow Interference Prevention
An important design requirement for the ring sensor has been the minimization of the
pressures away from the ring device. The advantage of a locally applied pressure is that, unlike a
circumferential cuff, global blood flow is not restricted. As can be seen in Figure 27, pressures
within the soft tissue away from the locally applied pressure are quite low.
D
ARS &
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Figure 27: Nominal pressure distribution within the finger resulting from the focally applied pressure.
51
In fact, our simulation results indicate that the pressures away from the ring sensor do not exceed
1 kPa for up to 2.5 mm of applied sensor displacement. These results are encouraging in that
these pressures are below even venous collapse pressures and should therefore enable a stable
region for normal blood flow.
4.3.2 Sensor Misalignment
Since the ring sensor blood pressure monitor is intended to be worn by untrained patients
away from doctor supervision, it is imperative that the device is robust against the possibility of
misalignment. An example illustrating the results of a severe misalignment is provided in Figure
28. For this scenario it appears that the arterial wall is still affected by the applied surface
pressure. The large contact area of the ring appears to provide a large region of relatively
uniform pressure in the vicinity of the artery. These results indicate that for even severe
misalignments, ring orientations exceeding reasonable placement ranges, the measurements
made by the pressure sensor should be reliable for the proposed oscillometric technique.
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Figure 28: Pressure distribution within the finger resulting from a severe rotation of the finger
relative to the position of the blood pressure sensor.
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4.3.3 Ring Sensor Contact Geometries
Several different ring sensor contact geometries were implemented to examine the influence
of the contact surface on the pressure propagation to the arterial wall (Figure 29, Figure 30).
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Figure 29: Simple L-shaped contact surface. Figure 30: Representation of the existing ring sensor
contact surface with larger local protrusion.
In general, we found that as length of the contact surface was increased up to about 45% of the
entire circumference of the finger the match between the measured surface pressure and the
pressure applied to the arterial wall improved. Protrusions smaller than about 10% of the
circumference generally lead to pressure concentrations at the surface of the skin which did not
correspond to uniform internal pressures (Figure 30). Additionally, the locations of the
contacting surfaces relative to the artery are important. Figure 29 illustrates the effects resulting
from an L-shaped contact surface. In this particular design, regions of the finger are
unnecessarily pressurized.
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4.3.4 Influence of the Tendon on Pressure Propagation
Figure 31 provides the results of our FE analysis of the pressure distribution within the finger
resulting from a prescribed 2.5 mm displacement of the ring. For clarity, the direction of
displacement is illustrated by the block arrow.
IV -13 kPa
18 kP (~100 mmH
(~135
irection of
isplacement Artery
Figure 31: Pressure distribution within the finger Figure 32: Close-up view of the of the pressure acting
base resulting from a 1 mm prescribed around the circumference of the arterial wall. Note
displacement of the ring sensor unit. the large range of applied pressures.
The results of this analysis indicate that if the tendon is decoupled from the bone, the
pressure propagates from the surface of ring contact to the tendon and ultimately to the artery
(for the given ring orientation). The measured surface pressure does not appear to change
significantly and the region of pressure around the artery is relatively constant. Furthermore, the
uneven pressures acting around the arterial wall potentially make it difficult to characterize the
pressure within the wall. As can be seen from Figure 32, the pressures within the wall appear to
promote wall collapse as they are significantly unbalanced orthogonally. However, since the
balance of pressures acting around the arterial wall does not appear to be uniform, it is perhaps
more appropriate to consider the net result of all of the different pressures operating across the
wall as it is manifested in the alterations in the overall beat-to-beat amplitude changes of the
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artery area. Specifically, for locally applied pressures, instead of a single uniform Po0 t, there is a
range of pressures operating around the wall which lead to a net volume change. This result is
explored in the following section.
4.3.5 Focally-applied Pressure Oscillometry
One of the critical questions initially proposed for the FE investigation was whether or not
the pressure measured at the surface of the finger was equivalent to the external pressure acting
at the arterial wall. The previous results have demonstrated that there is a clear disconnect
between these pressures. However, given the results of our analysis indicating a non-uniform
pressure around the artery, it is perhaps more appropriate to determine whether the measured
surface pressure corresponds to the maximum pulsatile amplitude of the artery. To determine the
answer to this question it is necessary to simulate an oscillometric measurement made by using
the ring sensor.
In order to simulate oscillometry using the proposed ring design it is necessary to augment
the existing model. The large experimentally demonstrated nonlinearity resulting from large
deformations in Figure 25 can not be captured by our initial model. To this end, a scheme using
a piece-wise linear approximation is applied to the model to enable simulations involving the
required larger displacements (Figure 33). Specifically, the existing model is run to the
maximum applied displacement allowed for the model. The deformations and loadings resulting
from this deformation are recorded and used as the initial conditions for the second model.
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Figure 33: Illustration of piece-wise linear method used with experimentally measured tissue stiffness results.
The second high stiffness FE model, shown in Figure 34, incorporates the boundary
conditions from the first model with the experimentally measured tissue compliance for large
deformations. Although this model is simpler than our first model, it maintains the salient
structures and geometries. The boundaries of the geometry have been selected to be sufficiently
far enough away from the loaded artery such that errors in the boundary conditions should have
minimal effects on the results of the artery pressurization.
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Figure 34: FE model implemented for directly simulating oscillometry.
The results of this analysis indicate that the focally-applied oscillometric measurement is
capable of accurately capturing the mean arterial pressure (Figure 35). The predicted maximum
pulsation amplitude appears to occur at a transmural pressure of 200 Pa (1.5 mmHg) which is
quite reasonable for our oscillometric measurements.
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Figure 35: Comparison
conditions.
of artery pulsation amplitude vs. transmural pressure for locally applied loading
It appears that the pressure does not propagate directly from the ring sensor surface to the arterial
wall. Instead, the model indicates that the artery is gradually squeezed between the bone and the
focally applied load. Furthermore, it appears the method is reasonably insensitive to changes in
the compliance of the surrounding tissue. See Figure 36. The FE results indicate that for a 20%
change in the elastic modulus of the surrounding tissue only a 0.1 kPa (0.9 mmHg) change in the
estimated MAP is expected.
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Figure 36: Comparison of the oscillometric results for a 20% change in the elastic modulus of the
surrounding tissue.
4.3.6 Limitations of the Model: Circumferential Oscillometric Cuff
Simulation
Using the proposed techniques, we attempted to additionally simulate a traditional
oscillometric cuff to provide a reference point for the focally applied pressure analyses.
Unfortunately, due to what appear to be numerical instabilities within the model, the modeling
method was not capable of simulating this particular scenario. Figure 37 illustrates the results of
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the circumferential simulation. Although a maximum pulsation amplitude was found, the sudden
"jumps" in pulsation amplitude do not make sense physiologically and therefore require caution
when interpreting the results.
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Figure 37: FE simulation of a circumferentially applied pressure illustrating the relatively uniform pressure
distribution within the finger.
It is also important to reiterate that the model is not capable of capturing any of the fluid
mechanics associated with pressurizing the arterial wall. Furthermore, since the model chosen is
solid in nature the reader should be cautioned in the extracting the exact numbers yielded by the
model for use in designs. A more complete model would include a combination of solid and
fluidic components, perhaps in the form of a porous material choice. Based on the comparison
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with direct surface pressure measurements, though, the model designed for small displacements
is adequate for analyzing several aspects of the proposed ring sensor design.
4.4 Finite Element Modeling Results Summary
As was stated at the beginning of this analysis, answers to several questions related to long-
term wearability and accurate blood pressure were investigated which could not be determined
using experimental techniques. Through the course of the analysis we have found that,
* The local pressure design should not significantly interfere with blood flow away from
the locally high pressures. In fact, the model indicates that the pressures away from the
sensor are below venous collapse values.
* The ring design, although applying a local pressure, is robust to ring misalignments due
to the large, relatively even contact region pressurizing the area near the location of the
artery.
* The surface pressure is not exactly the same as the external pressure at the artery wall.
Moreover, the pressure at the artery wall is not uniform, as is the case with
circumferential pressures. However, the surface pressure does correspond to the set of
pressures around the artery which yield the maximum pulsation amplitude. In particular,
the model indicates an offset of around 200 Pa (1.5 mmHg) when using oscillometric
techniques.
* The ring design is robust against changes in the tissue compliance, indicating that the
design is capable of providing accurate blood pressure measurements for a variety of
finger sizes and types.
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Chapter 5 Sensor Design and
Implementation
Figure 38 shows a prototype PPG ring sensor for measuring blood pressure at a digital artery
based on the hydrostatic challenge protocol and FE analysis described above. The ring design
represents a departure from the traditional inflatable cuff to a more wearable localized pressure
design alternative. This design promotes long-term monitoring and is miniaturizable, while
providing the necessary conditions for oscillometry. The device consists of a circuit unit, a
sensor unit, and a Velcro band which wraps around the finger and holds the circuit unit and the
sensor unit together. The sensor unit contains two LEDs, a photo detector array, a micro pressure
sensor, and a MEMS accelerometer. Technical details of each component are described below.
ircuit Unit
Sensor Unit
Velcro Band
Figure 38: Prototype PPG ring sensor for MAP monitoring.
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5.1 Mechanical Design
5.1.1 Optical Components
PPG waveforms are susceptive to disturbances, as mentioned previously. Care must be taken
in attaching optical components to the skin so that the optical path may not be disturbed and that
a high signal-to-noise (S/N) ratio may be obtained. Based on preliminary tests from 9 subjects
(average finger circumference: 72 ± 4 mm), we have found that the optimal positioning of a PD
and that of an LED are 85.3' and 15.10, respectively, measured in a clockwise direction along the
medial side of the finger. See Figure 39. This arrangement ensures that a digital artery is within
the banana-shaped optical path [30], as illustrated in Figure 6a, and approximately agrees with
our previous ring sensor design for measuring pulse and saturated oxygen level [69]. However,
the shape of the structure holding the LED and the PD is substantially different from the previous
design. We have also found through preliminary tests that the most stable PPG signal having a
high S/N ratio is obtained when arranging the LED and PD in an L-shaped structure, as shown in
Figure 39. Compared to the previous circular arrangement this rectangular configuration
provides a stable light path from the LED to the PD by capturing the digital artery securely
within the bend of the L-shaped structure.
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Figure 39: Illustration of the finger base with sensor unit.
The LED assembly (Elekon ELM-3003) consists of two independently controlled LEDs
with wavelengths of 660 nm and 940 nm, respectively. The wavelengths provide maximal
absorption of light by arterial blood. Additionally, these wavelengths are standard for pulse
oximetry devices. The corresponding, spectrally matched 16-element photodetector array
(Hamamatsu S8558) is positioned along the medial surface of the finger-base at an angle of
approximately 90 degrees to the LEDs.
5.1.2 Applied Pressure Measurement Components
The proposed hydrostatic challenge protocol entails the measurement of pressure Pcuff in eq.
(3). Conventional oscillometric NIBP sensors encircle an extremity with a cuff and apply a
known pressure with an inflatable bladder. As shown in Figure 39, we apply a uniform pressure,
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Pext, to an underlying artery by way of a small rigid protrusion, pressing in a uni-axial direction.
There are several advantages to this approach. Device miniaturization is possible since a bulky
actuator is no longer required to inflate a circumferential cuff. Instead, a very small (6 mm
diameter) DC motor is capable of controlling the applied pressure. More importantly, though,
depressing directly over the artery minimizes the discomfort associated with total venous
occlusion. Applying a high circumferential cuff pressure may incur interference with blood
circulation. The proposed sensor design, however, overcomes this problem by applying a low
pressure only to a small area near a digital artery such that Pext replaces Pcuff in eq. (3).
See Figure 40. To measure the pressure, Pext, a pressure sensor (Entran EPL-D02-/Zl) is
sandwiched between a simple cantilever and a small, rigid protrusion. The diaphragm of the
sensor is placed directly over the rigid protrusion and faces away from the surface of the finger.
The back side of the pressure sensor is in contact with the rigid cantilever mechanism (maximum
deflection = 0.5 mm) which protrudes from the surface of the ring and presses directly into the
medial-palmar surface of the finger base.
Cantilever
Pressure
s ensor
Prt sion
Figure 40: CAD drawing and illustration of the cantilever mechanism used to apply localized
pressure.
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The selected low-profile pressure sensing element consists of an encapsulated 68.8 kPa
(517-mmHg) strain gauge unit attached to a stainless steel diaphragm. Measuring approximately
5 x 10 x 1 mm, the pressure sensor is carefully positioned between the PPG sensor elements at an
angle of 45 degrees relative to the palmar side of the finger base. The pressure sensor utilized in
the design represents a trade-off between a low-profile unit and a sensor design for solid
mechanical contact. Since this particular sensor is designed for immersion in fluid
environments, it was important to design the mechanical system such that it would not damage
the sensitive diaphragm. Optimal measurements were found to occur only after the sensor was
placed between two solid surfaces. Attaching the sensor unit directly to the skin surface tended
to yield a significant underestimate of the actual pressure which was applied.
5.2 Motorized Sensor Units
5.2.1 DC Motor Driven
Through the course of our research we have noted that the pressure applied by the ring
sensor generally changes with arm height. This result is most likely due to the changing amount
of blood in the finger as the arm is raised and lowered. By actuating the pressure sensor it is
possible to ensure that any changes in applied pressure are compensated. The motorized ring
sensor has several advantages over previous models. In particular, the motorized pressure stage
makes it possible to automatically set and regulate the pressure applied to the finger.
Additionally, by controlling the applied pressure, hydrostatic calibrations should be significantly
easier to perform. An illustration of the motorized ring sensor is provided in Figure 41.
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Figure 41: Motorized ring sensor design with
movable pressure stage.
/Pressure
sensor
Figure 42: Close-up view of the actuated pressure
stage with the pressure sensor.
The motorized ring sensor is actuated by a small, powerful DC gearhead motor (diameter =
6 mm, length with gearbox = 15.85 mm, TswI = 1.96 mN-m, o = 1200 rpm) purchased from
RobotMaker [70]. The selected motor provided the largest torque-to-size ratio of the
commercially available DC-type motors. A list of alternative motor possibilities can be found
below (Table 3).
TABLE 3: LIST OF SPECIFICATIONS FOR A FEW OF THE AVAILABLE MiNIATURE DC MOTORS.
Tswa d L
[N-m] [mm] [mm]
RobotMaker Nanogears 0.0019613 6 15.85
Microgears 0.2451663 11 25
Smoovy
BG Micro
RC Micro
Faulhaber
DC-Servo
Thin-Brushless
Pager Motor 4.75 16
Little Bitty 0.00026 12 15
5
0.035 6 24
5
12
1.6
0620+64:1 gear
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12
0.00007
0.00005
14
1.83
A simple 4:1 pinion-spur gear combination made by Didel [71] or a belt-drive power
transmission system constructed in the lab have been utilized to increase the torque supplied by
the motor (Figure 43).
Pressure Pressure
stage stage
r Threaded rod
Threaded nut
Spur Gear
Figure 43: Isometric view of the lifting mechanism Figure 44: Side view of the motorize ring sensor
contained within the motorized ring sensor. illustrating the travel available to the threaded nut
and pressure stage as the motor is activated.
The large spur gear is rigidly attached to a threaded rod. Riding along the length of the
threaded rod is a matched nut attached directly to the pressure stage. The nut is prevented from
rotating by sliding along a channel within the ring sensor. Preventing rotations changes the
rotational motion of the motor and gear system into linear motion. The total allowed travel of
the pressure stage and nut is 7 mm, which is sufficient to provide the desired loading pressure for
all finger sizes (Figure 44). To calculate the torque required by the motorized sensor first note
the maximum pressure we wish to apply to the finger surface.
For this work, a pressure of 13.3 kPa (100 mmHg) was selected on the assumption that
the hydrostatic challenge will be able to provide the additional pressure necessary to exceed the
patient's mean arterial blood pressure. The area of the contact surface of the sensor is provided
by the dimensions of the small circular protrusion of the pressure stage. However, to add a small
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safety factor to our calculations, we will assume that the entire rectangular pressure stage surface
will be in contact with the finger, leading to a contact surface area of,
A =l* w =5.4-lI-m 2  (7)
Therefore, the force which must be supplied to achieve the desired pressure is found to be,
F = P * A =0.72 N (8)
where P is the design pressure previously noted and A is the contact surface area provided by eq.
(7). We must next determine the amount of torque required by the motor to lift a nut loaded by
the result given in eq. (8). This torque can be estimated by applying the following equation,
=FD ) - A+prD,
2 irD, - pA
where F is the load given in eq. (8), Dp is the pitch diameter (0.004 m), A is the lead (0.008 m),
and p is the coefficient of friction (0.08). The resulting torque with the inclusion of a safety
factor is found to be,
T = 2.6 mN-m (10)
Therefore, additional gearing was required to ensure that the torque supplied by our motor is
sufficient to achieve the desired applied pressure.
5.2.2 Piezo-based Linear Actuator
Further device miniaturization can be achieved by utilizing commercially available piezo-
based linear actuators [72]. The "Squiggle" actuator provides up to 15 mm of linear travel at up
to 8 mm/s (Figure 45 a). The reported stall force of the motor is 1.5 N which is sufficient to
support our loading specifications. Since the maximum diameter of the actuator is less than 2.4
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mm, the entire assembly easily fits into the ring body without significantly increasing the size of
the unit (Figure 46).
Figure 45: (a.) Squiggle series linear actuator; (b.) Ring Sensor using miniature piezo actuator.
The main trade-off in selecting a piezo-based actuator is the large DC-DC power conversion
that is required to provide the 100V actuator supply voltage. Currently, a separate power
conversion and controlling board is required to actuate the motor. In the future these limitations
may be removed as the boards are migrated to a smaller form factor.
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Figure 46: Initial BP prototype with dimensions. Figure 47: Actuated BP prototype with all required
The additional analog and digital conditioning conditioning circuitry.
circuitry are not pictured.
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5.3 Height Sensor
5.3.1 Theory and Implementation
Any oscillometric MAP measurement, include the proposed method based on the
hydrostatic challenge protocol, requires a sensor that can measure the height of the blood
pressure sensor relative to the heart. To make the system truly wearable, the height sensor must
be compact and lightweight, comfortable to wear, and non-interfering with daily activities.
Existing height measurement options, which include water filled manometers [73] and video
motion tracking, are not ideal for remote patient monitoring.
In this thesis a new method for estimating the height of the hand using two small, wearable
accelerometers is developed. The first accelerometer is placed on the upper arm, with its axis
aligned along the longitudinal direction of the humerus. When the upper arm is straight down,
the accelerometer axis is aligned with gravity, and its output is approximately 1 G. As the
accelerometer is tilted together with the upper arm its output decreases accordingly. This
indicates the orientation of the humerus relative to gravity, as denoted 0, in Figure 48. The
second accelerometer placed within the ring itself reports the approximate orientation of the
radius/ulna, 02.
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Figure 48: Illustration of the proposed height sensor using two MEMS accelerometers.
Using basic geometry and a model of the upper extremity as a two-link kinematic chain, it is
possible to estimate the height, h, of the hand relative to the shoulder (Figure 49).
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Figure 49: Definition of height measurement terms.
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Let ti and t2 be the lengths of the upper arm and the forearm, respectively, and to be the
height of the shoulder joint relative to the heart (Figure 48). From the figure the height of the
heart relative to the PPG sensor is given by
h=t, ' cos +f2 -*cos92 -0  (11)
The approximate values of link lengths ti, t2, and to can be estimated from the height of
the wearer or by measuring the length of the arm itself. Three-axis micro accelerometers using
the micro-electro-mechanical-systems (MEMS) technology are smaller than the size of a dime,
even when including all electronics and power sources. They can be imbedded into the PPG
sensor as well as attached separately to the upper arm.
5.3.2 Height Sensor Considerations
Vertical offset between the measurement location and the proximal aorta are a major
potential source of measurement error. Conventionally, this is solved by training the users. The
Portapres, which monitors continuous arterial blood pressure, uses a fluid-filled column attached
to the upper extremity to monitor the height of the sensor. In this work, we offer a novel solution
to height sensing which only requires a second, small sensor worn on the proximal arm. The
current embodiment of the height sensor consists of two three-axis MEMS type accelerometers
(Analog Devices, ADXL330).
An important consideration associated with the height sensor is that the performance of the
height sensor is limited to low acceleration monitoring conditions. Large accelerations,
accelerations several times larger than gravity, would easily overwhelm the measured gravity
influence and consequently limit the accuracy of any corresponding height change
measurements. For this reason, we recommend that hydrostatic challenges be performed
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following the time interval guidelines described in Chapter 6, so that the height is measured
when the arm is at rest.
5.4 Electronic Component Design
The finger ring blood pressure sensor consists of a completely self-contained signal control
and conditioning system. The individual components have been designed modularly for easy
export to other embodiments of the sensor. The required components consist of the
photodetector array, the LED, the pressure sensor, the motor driver, and the accelerometer. The
control and conditioning circuitry for each of these elements will be detailed in the following
sections.
5.4.1 Photodetector Array
As was previously mentioned, a 16-element photodetector array is used for detecting the
amplitude changes of an underlying artery. A typical unaltered PPG waveform is manifested as
a very small change in current (on the order of a few microamps) at the output of most
photodetectors. It is therefore necessary, whenever working with PPG-based sensors, to include a
few essential elements into the system design. First, because of the extremely small amplitude of
the signal, any wiring connections between the optics and the conditioning circuitry should be as
short as possible and include shielding whenever possible to prevent environment noise
corruption. It is generally important to immediately convert the incoming current-based signal
into a voltage before data acquisition. Converting current to voltage is typically accomplished
with a transimpedance amplifier which can be purchased either preassembled or constructed
from an op-amp with a feed-back resistor. See Figure 50.
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Figure 50: Schematic of multi-plexed PD array circuit.
To minimize the connection length between the photodetector array and the conditioning
elements, a small modular circuit board was designed (Figure 51). Eight of the outputs of the
photo detector array, which are linear with current, are connected to a multiplexer which allows
for selection of a single, optimal channel. The selected photodetector channel is next sent
through a low-noise, high-bandwidth transimpedance amplifier with adjustable gain to convert
the current to a voltage stage before continuing through a band-limiting stage with amplification
(0st order low-pass Butterworth filter, Fc = 30 Hz, Gain = 200). Band-limiting the signal is
necessary to prevent Nyquist related aliasing from occurring when the signal is sampled.
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Figure 51: CAD illustration of assembled PD array circuit.
5.4.2 LED Control
The intensity of the LED component of the PPG requires a simple transistor-based current
control circuit (Figure 52). In general, if a microprocessor is used to control the state of the
LED, it is necessary to buffer the control signal by adding an op-amp follower to the base of the
transistor. In this implementation, the current can be adjusted manually by changing the
resistance value of the potentiometer. The typical operating current for the LED is 15 mA. The
current supplied to the LED can be manually adjusted by changing the resistance at the emitter of
the transistor by way of a potentiometer.
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Figure 52: Schematic and accompanying CAD illustration of the LED control circuitry.
5.4.3 Pressure Sensor Conditioning
The low-profile pressure sensor previously described is designed to operate with a 10 V
excitation voltage. The excitation voltage may be lowered, however, at the expense of
sacrificing output resolution. In this design an excitation voltage of 5 V was found to be
sufficient for blood pressure monitoring with the given list of circuit components. To condition
the output of the sensor the signal is amplified and conditioned with a precision instrumentation
amplifier (Texas Instruments INA326E) and 1st order Butterworth low-pass filter (F, = 1 Hz).
The instrumentation amplifier is necessary to remove common-mode noise from the differential
outputs of the sensor as well as to amplify the signal of interest. After conditioning, it is possible
to achieve a nearly 1 volt swing in output over the operating pressure range (Figure 53).
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Figure 53: Schematic and CAD illustration of the circuit used to condition the output signal of the pressure
sensor.
5.4.4 Accelerometer Conditioning
The low-profile accelerometer is based on the 3-axis ADXL330 chip. A capacitor is placed
between the input voltage and ground to remove noise from the excitation voltage as
recommended by the manufacturer. The band-width of each of the outputs is set by adding a
capacitor tied to ground. The cut-off frequency for the height sensor was set to F, = 1Hz.
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Figure 54: 3-axis accelerometer schematic and CAD illustration.
5.4.5 Motor Driver
A low power (3V, 400mA), low profile motor driver made by Allegro is used to control the
current supplied to the DC motor (Figure 55). The motor driver circuit consists of a dual H-
bridge with two pull-up resistors at the control input to ensure that unless the motor is
commanded to be on it will not spin as there is no voltage difference between the channels. The
small signal Schottky diodes at the driver output protect the driver chip from back emf voltages
associated with the motor.
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Figure 55: Low power DC motor driver schematic and CAD model.
5.5 Sensor Registration and Signal Processing
A few more technical issues must be addressed in order to make this protocol feasible and
reliable for MAP measurement. First, a stable PPG signal providing consistent amplitude
measures must be obtained. The PPG sensor must be attached correctly to a palpable artery, and
the cuff pressure must be applied in such a way that it may not interfere with blood perfusion for
extended periods of time. The zero-transmural point must be detected accurately despite
spontaneous movements of the patient. The following section addresses these technical details.
PPG waveforms are sensitive to misalignment as well as to disturbances. Signals often
corrupt if not properly positioned at the finger base. One of the difficulties in using health
monitoring sensors in the field is that the sensor may not be placed properly without close
supervision by medical professionals. For the prototype PPG ring sensor two techniques have
been developed to cope with the sensor registration problem. One is to use a multitude of photo
detectors arranged in an array, as shown in Figure 56.
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Figure 56: Simultaneous waveform outputs from multiple photodetector array elements.
Although the sensor unit is not accurately placed relative to the digital artery, 16 channels of the
PD array can cover a wide area, so that a proper signal can be obtained from one of the PDs in
the array (Figure 57). The other is a semi-automatic sensor registration algorithm.
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Figure 57: Plot of the mean PPG amplitudes vs. photodetector element which illustrates a properly
registered sensor. The maximum amplitude signal is found to occur near the middle of the photodetector
array.
Once the ring is initially positioned, i.e. the LED is centered under the palmer surface of the
finger base and the PD array is pressed into the finger tissue, the system identifies the best
channel among the 16 PDs in the array, together with the best combination of LED intensity.
There is an intricate relationship among the length of the LED light path, the LED intensity, and
the location of the PD. A search algorithm can find the optimal combination among them, once
the sensor is attached to the finger. Furthermore, the system assists the patient in accommodating
the external pressure, Pext. The nominal pressure is set to 8.0 kPa (60 mmHg), which is compared
with the actual pressure sensor measure, and if it is out of the range, a warning is given to the
patient.
A two parameter registration algorithm, consisting of the LED intensity, I, and the PD array
element PDj, is performed. First, the LED intensity is slowly increased from a low intensity (<
imA) to a relatively high intensity (15 mA). Simultaneously, the photo detector outputs are
scanned to determine which elements of the array contain the pulsatile signal. Figure 57 shows
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the distribution of the signal strength among the 16 channels of PD array. Once the intensity
range has been scanned, the LED intensity is set so that two criteria are optimized as follows:
the photo detectors in the center of the array contain the maximum amplitude pulsatile
waveform; the maximum amplitude is above a pre-defined threshold (typically 100 mV peak-to-
peak in this work).
PPG signals often corrupt when the sensor is misaligned. The new sensor design based on a
local, low pressure arrangement does lead to a new difficulty: improper positioning of the probe
(relative to the underlying artery) will likely lead to measurement errors. As mentioned before,
one of the major difficulties of wearable health monitoring for home and field use is proper
positioning of the sensor for optimal measurements, because users may not be professionals, and
conditions will not be controlled. We addressed this problem with the use of a PPG array and
signal registration algorithm which, by assaying the optic location of the strongest PPG signal,
can (a) determine whether or not the sensor has been properly positioned, and (b) optimize the
quality of the PPG signal used in the blood pressure determination. Depending on the location of
the digital artery, the signals captured by the individual photo detectors in the array may be
different, as demonstrated in Figure 57. Some photo detectors along the light path going through
the artery may capture strong pulsatile signals, whereas others may contain weak or no signals.
Although the exact location of the artery is unknown, the photo detector having the largest signal
may be identified by scanning all the signals coming out of the array. First, the device ensures
that the best PPG signal is from one of the central PDs; if not, it indicates that the PDs are either
too close or too far from the artery, and that the pressure probe is likely misplaced too.
The conditioned PPG analog signals are sampled and digitized. The data are passed through
a 2 "d order high-pass digital Butterworth filter (Fc = 0.7 Hz) to remove the non-pulsatile DC
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component of the waveform. The filtered waveforms are next passed through a peak detection
algorithm, such that the beat-to-beat maximum and minimum values of the PPG waveforms can
be separated (Figure 58).
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Figure 58: High-pass filtered PPG waveforms with detected maximum and
20
minimum values (*).
Beat-to-beat amplitudes (YACPPG () are then calculated by subtracting the ih beat's local
minimum (YMNPPG ) value from the corresponding beat's maximum value (Y MAX _PPG (1).
YACPPG (') = YMAX PPG() ~ YMIN _PPG (') (12)
Once each of the beat-to-beat amplitudes are calculated, spurious data points are removed by
first averaging the amplitudes over five consecutive beats and by then further passing the
averaged data points through a moving window 3-element median filter such that a single
conditioned amplitude is yielded for every five beats, denoted YACJ7PG (k). The measured
external sensor pressure and the hydrostatic pressure measurements are simultaneously averaged
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over the duration of each detected beat. Next, the maximum PPG amplitude YACPPG is extracted
from the data set. Based on eq. (4) the zero-transmural pressure point is determined, and the
mean arterial blood pressure is obtained as in eq. (5).
The scanning of the PPG amplitude data may be vulnerable to outliers. Therefore, a curve-
fitting method is utilized on the preceding data. In particular, the conditioned amplitude data is
fit to a Gaussian function of the form,
2
ep-P, -'8 (3YAC PPG -(13
where Pr is the applied reference pressure, Pr = p -g h +P,; YACPPG is the estimate of the PPG
AC amplitude predicted by the Gaussian model; and Ap2, 3 are the fitting coefficients of the
model.
A traditional Levenberg-Marquardt algorithm [74, 75] was used for identifying the
parameters A,,p2, 3 from a set of data, Pr and YACPPG . To best elucidate the location of the
true maximum, the non-linear curve is fit to the set of measured data points with amplitudes
greater than 50% of the measured maximum conditioned PPG amplitude. Once the curve fitting
is completed, the MAP is immediately obtained as
PMAP = arg Max[AC _ PPG 2  (14)
since the peak value of the Gaussian curve is at P2as shown in Figure 59.
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Figure 59: Example of the raw data with Gaussian curve fit.
The performance of two different methods for MAP estimation was compared, an estimation
based on the discrete measured data points and a non-linear Gaussian fit estimation. Although
the discrete method proved to be a reasonably reliable method for estimating the subject's MAP,
we believe that less controlled settings may yield less consistent results. For example, it is likely
that during the hydrostatic challenge, the true maximum will be between two arm height
positions. The resulting data would then indicate an estimated MAP as much as 1.3 kPa (10
mmHg) away from the underlying true value.
A Gaussian model is able to represent the general bell-type shape anticipated from each
challenge while providing a clear maximum value, represented by the model coefficient, 02, in
eq. (13). The bell-type shape could provide further utility in the estimation of both systolic and
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diastolic blood pressures, as has been suggested by other authors [76]. The Gaussian fit may
provide a better tradeoff between the estimations of these multiple parameters. For the work
presented in this paper, the complete shape of the curve was less important than the curve's
ability to accurately estimate the MAP (denoted by the location of the maximum value). To this
end, we focused our data fitting to the conditioned PPG amplitudes with values greater than 50%
of the discrete measured maximum value.
5.6 Data Acquisition and User Interface
The user interface for the sensor unit consists of two main sections, a sensor system
calibration interface and a data acquisition/monitoring interface. Figure 60 illustrates the sensor
calibration interface. Once the calibration interface is initiated, the user is able to calibrate all
aspects of the ring sensor. The pressure sensor is calibrated by applying known loading
conditions to the ring performing a linear transform to the measured voltages. Once the pressure
sensor is calibrated, the user is then requested to attach the sensor and tighten the band to a pre-
defined pressure range. Once the ring as been attached successfully, the height sensor is
calibrated. After entering arm section lengths into the GUI, the program animation guides the
wearer's arm through a series of orientations which are sufficient to fully calibrate the height
sensor. The program next performs the PPG registration program before finally requesting that
the user perform the hydrostatic blood pressure measurement procedure. During the hydrostatic
measurement the user is again asked to follow the on-screen animation. Once the measurement
is complete, the calibration GUI closes and the monitoring GUI is displayed.
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Figure 60: Windows-based GUI for the blood pressure sensor calibration and registration.
See Figure 61. The data acquisition and monitoring GUI provides output information for all
of the on-board sensors. The Gaussian curve resulting from the initial sensor measurement is
displayed along with the raw data and the measured blood pressure. Additionally, the program
provides estimates of the systolic and diastolic blood pressures based on the Gaussian curve.
Once started, the monitoring interface can independently re-register the PPG sensor and will then
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Figure 61: Data acquisition and sensor monitoring GUI.
5.7 Design Concept Considerations
The objective of this thesis is to develop technology leading to truly wearable blood pressure
sensors based on oscillometry. It is recognized that blood pressure measurements made at the
finger may be too distal to continuously recover central aortic pressure. However, it is also noted
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that the increased convenience of a ring-based sensor may provide long-term ambulatory
monitoring advantages which supersede other disadvantages of such a distal location.
Furthermore, many of the same technologies implemented in this ring sensor embodiment may
also be applicable in other implementations intended for use over the radial, femoral or even
carotid arteries. Specifically, the traditional inflatable cuff design was replaced by one using an
instrumented protrusion applying a low pressure locally to a palpable artery. The advantages of
this approach were three-fold. First, this solid design (e.g. no inflatable cuff) enables a truly
miniaturizable sensor, only a small probe the size of an artery flanked by the PPG sensor arrays.
Second, depressing directly over the artery with a low pressure significantly minimizes venous
occlusion associated with inflatable cuffs worn for long time periods. The traditional cuff
squeezes circumferentially, subjecting much more tissue to elevated pressures, and causing distal
hypoperfusion because of total venous occlusion. Third, application of pressure by an
instrumented protrusion ensures that focal pressure to the underlying tissue isn't accidentally
(and unaccountably) applied by any neighboring portion of the sensor's frame, which would be a
source of error.
In addition to the cuff-less design, several functional requirements must be met to provide a
non-invasive oscillometric blood pressure measurement. The sensor design and experimental
protocol described in this thesis aim to achieve these requirements using a unique methodology
and list of techniques summarized in Table 4.
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TABLE 4: COMPARISON OF HOW A STANDARD OSCILLOMETRIC CUFF AND THE RING SENSOR
SATISFY THE REQUIREMENTS FOR OSCILLOMETRY. EACH OF THE SOLUTIONS LISTED FOR THE
RING SENSOR REPRESENT SPECIFIC INNOVATIONS.
Oscillometry Requirements Standard NIBP cuff Cuff-less PPG Ring Sensor
Apply pressure while 
.n-xal . ple pesr
allowing pulsatile volume Air bladder Un-axially applied pressureby a solid contact
changes
Measure relative volume Pressure sensor connected to PPG sensor unit measures
changes the air bladder measures optic oscillationspressure oscillations
Measure local pressure Large air bladder fn PPG array ensures proper
volume changes of artery circumferential cuff, not positioning over artery
sensitive to location
Ensure negligible hydrostatic Reliance on proper human Height measurement with two
offset between measurement technique taught to caregivers wearable MEMS
location and proximal aorta and home users accelerometers
Vary transmural pressure Pneumatic pump Hydrostatic challenge protocol
The first column of the table lists the functional requirements for oscillometric solutions, the
second column contains the traditional cuff-based oscillometry solutions, while the third column
presents alternatives and the innovative solutions of the cuff-less PPG, ring sensor.
5.8 PPG for MAP Measurement Consideration
The PPG has long been held as a relative 'index' of blood volume [17]. However, prior to
this work, it was not certain that the PPG signal could be used for oscillometric blood pressure
measurement because there are many non-arterial blood vessels within the tissue whose blood
content oscillates, altering the PPG [27]. Moreover, according to well-established optic theory,
various focal pulsating vessels will have a complex non-linear effect on light-propagation
through the tissue [20]. Therefore, it was hypothetical that the PPG signal could provide a
suitable index of relative arterial volume without other blood vessels and non-linear optic effects
as sources of major error. Our results suggest that, for the implementation described in this
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paper, oscillometric photoplethysmography is suitable for mean arterial blood pressure
measurement.
This oscillometric PPG was made possible using several key insights and technological
advancements. First, only used the pulsatile AC component of the PPG waveform is used. In the
course of this thesis, the DC component was extremely sensitive to environmental perturbations.
These perturbations include non-arterial blood volume changes introduced by the attachment of
the sensor, sympathetic changes associated with stress, or even changes in the surrounding
ambient light levels. Although the AC component is occasionally affected by these disturbances
as well, it has been found that the DC aspect of the PPG waveform is generally far less stable and
consequently inappropriate for use in our current system design.
92
Chapter 6 ABP Measurement Protocol
6.1 Hydrostatic Protocol
The instrumented wearer's hand is raised to a comfortable height above the heart; typically
this is between 40 - 60 cm. After an initial rest period of two minutes, the arm height is
decreased from the highest position above the heart to the lowest position below the heart in
decrements of 10 cm. Data are collected at each arm position for a period of 20 seconds before
offline post-processing (Figure 62).
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Figure 62: Plots of the (a) Fingerbase PPG output; (b) Fingertip PPG output; (c) Digital blood pressure; (d)
Measured arm height during a typical 20 second/height experiment.
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Each of the results was compared to the MAP provided by a simultaneous Finapres
(Ohmeda 2300, Finapres BP Monitor) measurement. The MAP for the Finapres is determined
from the averaged systolic and diastolic blood pressure values as follows:
-~ -1 -,-
MAPFinapres PD - 1D (15)3
where PMAP,Finapres is the Finapres MAP, D is the measured diastolic pressure averaged over five
beats and Ps is the measured systolic pressure averaged over five beats.
Tests conducted in the lab have indicated that rapidly performed calibrations (complete
hydrostatic challenges which occur within 20 seconds) tend to be unrepeatable and may lead to
inaccurate estimates of the subject's MAP [77]. Our studies have shown that hydrostatic
challenges occurring over time frames of at least one minute lead to far more repeatable curves,
as shown in Figure 63. The rest period of 20 seconds between each height change was
conservative and intended to optimize the accuracy of PPG amplitude measurement at each
height.
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Figure 63: Plots for two subjects (Subject A shown in the top row, subject B in the bottom) comparing the
repeatability of the hydrostatic challenge for various height change rates. Rapid calibrations appear to be
less reliable than more gradual hydrostatic calibration routines.
6.2 Hydrostatic Protocol Considerations
One note about the pressure applied by the sensor: it was observed that this sensor design
has a loading effect on the underlying PPG signal, which reaches steady-state within a minute or
two, as shown in Figure 64. Therefore, for the experimental protocol, an acclimation period was
provided before beginning the hydrostatic challenge protocol. A rest period of at least two
minutes prior to the experimental protocol reduces the effects of rapid hydrostatic changes. It
should be noted that the starting position of the arm has not been found to significantly affect the
results of the challenge. However, it is important to allow time for the internal physiology to
adjust to the altered pressure conditions.
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Figure 64: Plots comparing the measured responses of the finger base PPG, fingertip PPG, and blood
pressure sensor (from top to bottom) during a large hydrostatic pressure change.
A novel oscillometric methodology was validated, in which the hydrostatic pressure in the
artery is altered rather than the external pressure applied by the sensor. This approach offers a
set of advantages: (a) there is no need for a large, power-thirsty, bulky external actuator (e.g.
pneumatic pump, etc); (b) in theory, any time a user raises/lowers the extremity is an opportunity
to make a "passive" blood pressure measurement; (c) because the external pressure is augmented
by the hydrostatic pressure as shown in eq. (3), the external pressure does not have to be as high
as the MAP, making the device more comfortable; and (d) it was found that the PPG signal is
extremely sensitive to a sensor's motion and position changes, and that the PPG amplitude can
have an erratic relationship with Ptm if the external pressure is increased/decreased (e.g.
externally squeezed / released the sensor). It is hypothesized that changing the applied sensor
pressure can alter the optical path length and cause small alterations in sensor placement, relative
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to the underlying artery, and therefore change the optic PPG signal. Although there are reports
of a PPG used as part of an oscillometric device [78], the sensitivity of the PPG to small changes
in applied sensor pressure can be a liability for novel PPG applications. Our hydrostatic
challenge methodology offers a solution to this liability.
There are two limitations to the hydrostatic challenge methodology. Most importantly, it
relies on an experimental protocol in which the user performed controlled extremity raising /
lowering over a multiple-minute interval. In practice, it is unlikely that many real-world users
would tolerate this on a regular basis. Secondly, although an applied pressure above the MAP is
not required for measurements, a constant bias pressure of at least 8.0 kPa (60 mmHg) was still
required for the experimental protocol (since the range of available transmural pressures is
limited to the length of the of subject's arm, typically between 40-60 cm, a bias pressure is
required to ensure that the zero-crossing point of the transmural pressure will be achieved). For
both of these reasons, we anticipate that a truly wearable oscillometric blood pressure sensor will
require some form of active sensor actuation, as described in this thesis which will require
overcoming any path length change-related phenomena. Practically, it is expected that the
hydrostatic challenge methodology will be complimentary to active sensor actuation: we can
make use of the natural motion of the wearer, saving actuator power and regularly updating the
PPG-Ptm curve from which ABP is estimated.
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Chapter 7 Human Subject Testing
7.1 Blood Pressure Measurements
7.1.1 Compliance Curve Identification
Following the experimental procedure outlined previously, experimental protocol data were
collected for 9 healthy volunteers (7 male, 2 female, average age: 29 ± 10 years). All data were
collected in accordance with an experimental protocol approved by the Massachusetts Institute of
Technology's Committee on the Use of Humans as Experimental Subjects (COUHES Approval
No. 0403000233) and following Federal regulations for the protection of human subjects
established by 45 CFR 46. Figure 65 shows both the raw data and the accompanying non-linear
Gaussian fits for each of the nine subjects tested. Recall that the Gaussian fits for each of the
subjects were applied to the conditioned PPG amplitude data with values greater than 50% of the
maximum value only.
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Figure 65: Comparison of the compliance curves with Gaussian fit models generated by the hydrostatic
challenge. The conditioned PPG amplitudes are represented by discrete data points (o); Gaussian fits applied
to the raw data are shown with continuous lines.
As a result of this strategy, there is a divergence between the models and the data points
below the threshold amplitude. Each of the provided figures demonstrates the bell-shaped
relationship existing between the applied reference pressure and the conditioned AC amplitude
component of the PPG waveform.
7.1.2 Systolic and Diastolic Pressure Estimation
In addition to MAP measurements, systolic and diastolic blood pressures can be invaluable
tools for proper diagnosis and treatment. Using a technique analogous to methods employed in
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traditional oscillometry, the systolic and diastolic blood pressures can be estimated from the
curve generated by the proposed hydrostatic challenge. For the proposed method, the systolic
pressure was estimated to occur at a particular fraction of the measured maximum pulsatile PPG
amplitude, particularly,
= 0.51* argMax(jPPG AC (16)
It is then straightforward to estimate diastolic pressures by substituting the mean and systolic
pressure measurements into (15). Graphically, the relationship of the three pressure
measurements to the hydrostatic challenge compliance curve is illustrated in Figure 66.
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Figure 66: Hydrostatic challenge derived compliance curve with Gaussian fit model. PPG amplitudes are
represented by discrete data points (o); Measured values for the mean, systolic/diastolic blood pressures are
illustrated in the figure. Specifically, for the hydrostatic method (in mmHg): MAP = 97, Systolic/Diastolic
113/90; for the Finapres (in mmHg): MAP = 97, Systolic/Diastolic = 121/85.
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The results of this method for measuring the systolic and diastolic pressure are shown in Figure
67. The results demonstrate an excellent correlation between the ring sensor's blood pressure
measurements and the Finapres measurements.
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Figure 67: Comparison of the Finapres and Ring Sensor diastolic, mean and systolic blood pressure
measurements for nine subjects.
7.1.3 Bland-Altman
The performance of the various methods for estimating the patients' mean arterial pressures was
compared using a standard Bland-Altman comparison. The Bland-Altman statistics (limits of
agreement represent the 95% confidence interval) are provided in Table 5 along with the
accompanying percent error between the Finapres MAPs and the estimated MAPs.
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TABLE 5: BLAND-ALTMAN 95% LIMITS OF AGREEMENT AND THE PERCENT ERROR
BETWEEN THE FINAPRES AND THE PROPOSED MAP ESTIMATION METHODS.
Comparison Pair Bland-Altman Percent Error %
Finapres - Raw Data [6.91, -9.04] 3.02
Finapres - Gaussian Fit [10.57, -17.79] 6.45
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Chapter 8 Continuous ABP Estimation
Up to this point, the thesis has focused on the requirements for one-time blood pressure
measurements acquired using the proposed hydrostatic challenge. Although this method
demonstrates a significant advancement in wearable blood pressure monitoring, it is believed
that the true potential of the method and device will only be realized as a part of a continuous
blood pressure monitoring scheme. To this end, a simple approach to continuous blood pressure
monitoring is now offered. The proposed method incorporates the hydrostatic challenge as a
means of first calibrating the non-linear relationship between transmural pressure and the
measured PPG signal and subsequently using this calibration curve as a reference for future
blood pressure measurements.
The primary assumption of the implemented continuous method is that the non-linear curve
relating the PPG output to the underlying BP is reasonably static in nature. Using this
assumption, it is possible to update the estimated BP parameters using the PPG amplitude, height
sensor, and cuff pressure measurements. See Figure 68.
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Figure 68: Illustration of a method for continuous blood pressure measurements.
Starting with the hydrostatic calibration curve, a new set of sensor measurements is read into
memory. The operating point on the calibration curve is located by examining the new PPG
amplitude data. From the operating point, a corresponding pressure value is located and
compared to the sum of the new height and cuff pressure measurements. If the new pressure
values are different than the predicted calibration curve pressure, the mean blood pressure has
changed. As a result, the calibration curve is shifted such that the estimated PPG amplitude
corresponds to the correct measured pressures. The pressure corresponding to the maximum
amplitude is the new mean arterial pressure. This procedure is then repeated for each new set of
sensor measurements.
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The validity of this method was tested on healthy volunteers under controlled laboratory
conditions. The first set of experiments focused on demonstrating the consistency of the
calibration curve over the span of one hour. In particular, the hydrostatic calibration was
repeated several times over the course of an hour and the resulting calibration curves were
subsequently compared. The experiment was straight-forward and consisted of only the ring
sensor with height sensor. After a two-minute acclimation period, the volunteer was asked to
perform a hydrostatic challenge. Upon completion of the challenge, the subject's instrumented
arm was returned to a rest position at heart level for a time of five minutes. This procedure of
performing a hydrostatic challenge followed by a brief rest period was repeated for one hour.
In general, it was found that under controlled laboratory conditions a single calibration curve
remained representative of the PPG-BP system for time spans up to -10 minutes (Figure 69).
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Figure 69: Comparison of the hydrostatic calibration curves generated over a 35 minute period of time.
After 10 minutes, both the observed amplitude and the width of the calibration curve appeared to
change significantly. In fact, the amplitude of the calibration curve appeared to oscillate over the
course of the hour. The oscillations could be due to local regulatory mechanisms or could
possibly be related to the overall sympathetic tone of the volunteer. Changes in the width of the
calibration curve are likely associated with changes in pulse pressure which occurred over the
course of the experiments.
A second set of experiments was conducted to compare the continuous mean arterial blood
pressure estimates resulting from a single hydrostatic calibration with an established non-
invasive alternative (Finapres). Under controlled laboratory conditions, the volunteer was first
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instrumented with the ring sensor positioned at the base of the middle digit; the Finapres was
attached to the index finger of the corresponding hand. Following a two minute acclimation
period of rest with the arm kept at heart level, the subject was instructed to perform the
hydrostatic challenge before returning the instrumented arm to heart level. Once completed,
continuous data from the ring sensor and Finapres device were sampled and stored for 45
minutes. Using the procedure outlined previously continuous mean arterial blood pressure
values were estimated from the PPG amplitude data. Figure 70 demonstrates the findings from
this work. It is interesting to note that using only a single hydrostatic calibration the mean arterial
blood pressures track closely for about 15 minutes before diverging.
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Figure 70: Comparison of continuous MAP measurements provided by a Finapres device and the Ring
Sensor.
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Additionally, during the 30 minute monitoring period we found that the finger monitored with
existing method for continuous blood pressure (i.e. the Finapres) had become a deep shade of
purple in color and was claimed to be numb, suggesting that significant venous pooling had
occurred due to the large circumferential pressures. A finger simultaneously monitored with the
ring sensor was a healthy flesh tone and no noticeable discomfort was described (.
Finger with cuff
Ring Sensor finger
(sensor hidden behind cuff)
Figure 71: Comparison of two fingers immediately after long-term monitoring experiment. The Finapres
finger is a deep shade of purple while the ring sensor finger is a healthy flesh tone.
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Chapter 9 Conclusions
9.1 Summary of Contributions
This thesis presents a new method and device capable of non-invasively monitoring a patient's
blood pressure. The main results of this thesis are as follows:
= A novel hydrostatic-based method for cuffless blood pressure measurement has been
detailed. The method varies a subject's local transmural pressure without the need for a
circumferentially occlusive pressure cuff. Instead, the protocol utilizes the natural
hydrostatic pressure changes associated with raising and lowering an arm to measure a
patient's blood pressure. The proposed method has far-reaching applications beyond the
work presented in this thesis. The hydrostatic method has already been found to be
useful in pulse wave velocity applications and could be incorporated into existing
oscillometric devices.
- A nonlinear finite element model of a finger base was developed. The finite element
model was tuned with published material parameters and validated with a combination
of magnetic resonance images and experimentally measured tissue stiffness values.
Numerical simulations of the model have been used to gain insight into the mechanisms
of pressure propagation within the finger. The model provides a useful tool for guiding
future developments of the sensor system.
" A miniaturizable monitoring unit containing all of the sensors necessary for monitoring
blood pressure in a package the size of a quarter was created. The unit is designed to
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apply a local, non-circumferential pressure directly to wall of the digital artery. The
design makes it possible for the sensor to be worn for extended periods of time without
significantly impeding blood flow throughout the finger. Data acquisition and sensor
calibration software accompany the sensor system.
- A tetherless height system consisting of two accelerometers was constructed to eliminate
the need for fluid-filled columns when providing continuous arm height measurement.
The sensor has been shown to be compact, unobtrusive, and requires less than 5V of
power for operation.
" The measurement method and sensor system have been validated on 9 healthy
volunteers. Mean arterial blood pressure measurements were found to be within 3% of
Finapres measurements. The method was additionally shown to be capable of providing
systolic and diastolic blood pressure information.
- A method for continuous blood pressure monitoring has been proposed and has been
demonstrated to be effective for monitoring a patient's blood pressure for as long as 10
minutes without the need for additional recalibrations or sensors.
Our results, when compared with a commercially available Finapres NIBP unit, demonstrate the
ability of a nearly imperceptible finger sensor to reliably measure mean arterial pressure for
extended periods of time.
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Appendix A. Approved Study Protocol
CHUS Massachusetts Institute of Application #
Technology (assigned by
Committee on the Use of COUHES)
Humans as Experimental Subjects Date
APPLICATION FOR APPROVAL TO USE HUMANS AS EXPERIMENTAL
SUBJECTS (STANDARD FORM)
Please answer every question. Positive answers should be amplified with details. You may mark N/A where the
question does not pertain to your application. Any incomplete application will be rejected and returnedfor
completion. A completed CHECKLIST FOR STANDARD APPLICA TION FORM must accompany this
application.
Basic Information
1. Title of Study
Multi-Sensor Fusion for Remote Circulatory Monitoring
2. Principal Investigator
Name: H. Harry Asada Building and Room #:
Title: Email:
Department: Phone:
3. Associated Investigator(s)
Name: Email:
Title: Phone:
Affiliation:
4. Collaborating Institutions. Ifyou are collaborating with another institution(s) then you must
obtain approvalfrom that institution's institutional review board, andforward copies of the approval to
COUHES)
5. Location of Research. If at MIT please indicate where on campus. Ifyou plan to use the facilities
of the Clinical Research Center you will need to obtain the approval of the CRC Advisory Committee. You
may use this form for simultaneous submission to the CRC Advisory Committee.
6. Funding. If the research is funded by an outside sponsor, please enclose one copy ofthe research
proposal with your application. A draft of the research proposal is acceptable.
Source: Contract or Grant Title:
Contract or Grant #: OSP #:
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7. Human Subjects Training. All study personnel MUST take andpass a training course on
human subjects research. MIT has a web-based course that can be accessedfrom the main menu of the
COUHES web site. COUHES may accept proof oftrainingfrom some other institutions. List the names of
all study personnel and indicate if they have taken a human subjects training course.
Anticipated Dates of Research
Start Date: Completion Date:
STUDY INFORMATION
1. Purpose of Study. Please provide a concise statement of the background, nature and reasons for the
proposed study. Use non-technical language that can be understood by non-scientist members of COUHES.
The remote monitoring of beat-to-beat hemodynamics for continuous periods of weeks,
months, or years, could prove revolutionary as a tool for the study, diagnosis and
management of cardiovascular (CV) disease. Remote CV monitoring would likely be
valuable for individuals in hazardous duty (such as firefighters or soldiers), and in
monitoring individuals in the community predisposed to circulatory dysfunction (chronic
heart failure patients, the elderly), as well as traditional hospital patients. Data from
longterm remote monitoring could improve the diagnosis and treatment of chronic CV
conditions such as hypertension, heart failure, and peripheral vascular disease. Such
tasks necessitate wearable sensors on the body which can be worn for days at a time,
yielding real time data. Existing sensor modalities that are able to make useful
hemodynamic and vascular measurements are not actually wearable, whereas existing
wearable sensor modalities record biosignals that are problematic for medical
applications. There are four key shortcomings to these wearable biosensor (WBS)
modalities: a) each measured signal is altered by the location in which the measurement
is made; b) each signal is determined by an uncertain combination of central
hemodynamic and local effects; c) each signal lacks information necessary to
characterize the central state; and d) each signal may be corrupted by local sources of
noise such as physical movement and muscular bioelectrical signals. Furthermore,
wearable biosensors must be compact, low power consumption, and tether-free so that the
sensors can be worn for a long time. There is no single WBS modality that meets all the
requirements. To overcome these problems, we are working on a new multi-modality
sensor system and a novel sensor fusion method to enable long-term remote circulatory
monitoring.
2. Stud yProtocol. For biomedical, engineering and related research, please provide an outline of
the actual experiments to be performed Where applicable, provide a detailed description of the
experimental devices or procedures to be used, detailed information on the exact dosages of drugs or
chemicals to be used, total quantity of blood samples to be used, and descriptions of special diets.
For applications in the social sciences, management and other non-biomedical disciplines please provide a detailed
description of your proposed study. Where applicable, include copies of any questionnaires or standardized tests you plan to
incorporate into your study. If your study involves interviews please submit an outline indicating the types of questions you will
include.
You should provide sufficient informationfor effective review by non-scientist members of
COUHES. Define all abbreviations and use simple words. Unlessjustification is provided this part of the
application must not exceed 5 pages.
Attaching sections of a grant application is not an acceptable substitute.
The purpose of this protocol is to collect rudimentary data for developing a new system
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that can estimate arterial blood pressure and cardiac output (the volumetric rate of blood
pumped by the heart) using strictly wearable sensors. This study is designed to expose
subjects to zero risk, as explained later.
Wearable sensors refer to very small, light, unobtrusive sensors that can be placed
noninvasively on a subject with minimal or no restriction on that subject's activities.
Ideally, the sensor should be no more obstrusive than a wristwatch or bandaid. Presently,
there are noninvasive methods for measuring arterial blood pressure (ABP) and cardiac
output (CO). These include FDA-approved devices such as Medwave's Vasotrac blood
pressure monitoring device, which involves a bulky wrist sensor and a subject remaining
quite motionless, and Cardiodynamics bioimpedance cardiac output monitor, which
involves electrodes placed on the subject while the subject remains very still and doesn.t
breath deeply. Needless to say, while these technologies permit the noninvasive
monitoring of important physiologic phenomena, they are far from wearable.
It is our research plan to employ sensor modalities that are truly wearable, including
electrodes and small photosensors, to estimate ABP and CO. The electrodes permit
measurement of the heart.s electrical activity, the electrocardiogram (ECG) as well as
pulsatile changes in tissue electrical impedance related to pulsatile changes in blood
volume (EBI). The photosensors permit measurement of changes in light absorption
related to pulsatile changes in skin blood volume, known as photoplethysmography
(PPG) as well as the percentage of the oxygen binding sites occupied by oxygen in the
arterial hemoglobin, known as pulse oximetry. The challenge, therefore, is to use the
signals obtained from wearable modalities, the EBI, ECG, and PPG biosensors, to
estimate ABP and CO. For experimental purposes, we will use well-established
noninvasive techniques to measure the ABP and CO as gold-standards, while we also
measure signals using the sensor modalities that are wearable.
For the "gold-standard" measurements, we will use off-the-shelf monitoring equipment
intended to measure ABP and CO. For ABP, this may include a tonometer solution such
as Medwave's, or another tonometer solution such as Colin's or Biopac's, or the Finapres
non-invasive blood pressure technique that involves PPG plus a finger pressure cuff.
These technologies are all well established and are provided by vendors with the
intention of human use. The only possible risk would be discomfort, and patients will be
asked repeatedly if they are comfortable; if not the experiment will terminate. The
equipment will be kept clean using hospital-grade cleansers. The equipment will be
visually inspected before each experiment and perceptible damage or degradation of the
equipment due to repeated use (i.e. break in cable insulation, damage to any protective
coverings, etc) will lead to rescheduling of that experiment and replacement of the
equipment.
For CO, off-the-shelf solutions include Cardiodynamics and Biopacs bioimpedance
techniques for measuring CO (another option includes using the ABP signal to estimate
CO using established techniques). These technologies are all well established and are
provided by vendors with the intention of human use. The only possible risk would be
discomfort, and patients will be asked repeatedly if they are comfortable; if not the
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experiment will terminate. The equipment will be kept clean using hospital-grade
cleansers. The equipment will be visually inspected before each experiment and
perceptible damage or degradation of the equipment due to repeated use (i.e. break in
cable insulation, damage to any protective coverings, etc) will lead to rescheduling of that
experiment and replacement of the equipment. Subjects may need to hold their breath for
the CO measurement; this period will be kept <15 seconds, and any preexisting
cardiovascular or pulmonary disease will exclude the subject from the investigation.
Finally, the subject will be measured using PPG and EBI sensors. These sensors will be
approved prototype sensors built in our lab, in addition to commercially available
medical sensors. These prototype sensors were designed to expose subjects to zero
foreseeable risk. Of note, we have previously used our prototype sensors in
investigations at Massachusetts General Hospital (MGH). Our sensors were tested and
fully approved for safety first by MGH Bioengineering (Patricia Volpe -
PVOLPE@PARTNERS.ORG) for an independent assessment that our medical
instrumentation meets all federal guidelines for patient safety. We also
received IRB approval from the Partners Healthcare/MGH IRB (IRB No.: 200 1-
001462). Finally, we conducted our experiment in 16 subjects. There were no
adverse events. During said testing each subject was surveyed as to the level of
discomfort, if any, experienced while wearing the PPG-based sensor. The results of
the survey indicated that the device was no worse than wearing a hat.
Please see the attached documentation, which provides technical specs on this
instrumentation, and a detailed assessment of all foreseeable risks (heat
injury, electrical injury, mechanical injury, infection transmission, etc) and
why we anticipate zero risk from these foreseeable risks.
An accompanying set of non-invasive physiological and environmental
measurements will be gathered during the course of the experiment. The
measurements, which will include patient acceleration, room temperature,
peripheral skin temperature, sensor height, and the pressure applied by the PPG
sensor band will be made using standard, commercially available non-invasive and
unobtrusive sensors. For example, acceleration measurements will be made utilizing
low power MEMS-type accelerometer units developed by companies such as MEMS-
IC.
As stated in the previously approved protocol, ALL equipment will be kept clean
using hospital-grade cleansers. The equipment will be visually inspected before each
experiment and perceptible damage or degradation of the equipment due to
repeated use will lead to rescheduling of that experiment and replacement of the
equipment.
The experimental protocol consists of a series of measurements using the CO
and ABP gold-standards, with simultaneous PPG and EBI measurements. Baseline
measurements will be made while the subject is sitting or lying still. After these "at-
rest" measurements have been acquired the subject will next be asked to perform a
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mild to moderate level exercise task (the equivalent of riding a stationary bicycle).
Before beginning the exercise task each subject will be instructed to indicate to the
researchers if any discomfort occurs during the task. Additionally, the subject will
be asked about their condition periodically throughout the experiment. Any
discomfort, although not expected to occur, will result in the immediate conclusion of
the experiment.
A second component of the experimental protocol involves a brief period of localized
ambient heating and cooling. Each subject will be asked to rest his/her hand inside
of a climate-controlled insulated box. Ambient temperatures (continuously
monitored using a standard temperature probe) within the box will not exceed 105 F
and will not fall below 40 F. The heating elements used for the experiment are
purely resistive (no ultraviolet radiation exposure) and the cooling elements consist
of a battery powered computer fan and reusable cooler ice packs, all of which will be
inaccessible to the subject. The expected duration of each thermal experiment is
expected to be no more than 20 minutes. Additionally, as with the exercise protocol,
each subject will be reminded of their right to end the experiment at any time prior
to the beginning of the experiment. Any patient discomfort will result in the
immediate conclusion of the experiment.
We might repeat the measurements with the PPG and EBI measurements made at
different anatomic locations of the extremities and trunk. No locations that are sensitive
(i.e. breasts, groin) will be selected. Subjects will be informed of the location of the
sensors in advance, and informed that, if they are not 100% comfortable with the
location, they should not participate for their own protection. Therefore, no subject will
suffer embarrassment when electrodes are placed on their abdomen for the cardiac output
measurement.
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Please return a signed hard copy of this application to the COUHES office at
E25-143b
Please also return additional copies, either by email or regular mail, in accord with the
instructions on the COUHES web-site.
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